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APFB1
ORTHOTICS LAB PLAN

A-101

KEY NOTES:
1. MOUNT A5145, HOOK, AT 4'-0" OR 1200MM AFF. OR AT 5'-0" OR 1500MM AFF. SEE
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2. PROVIDE ELECTRICAL DROPS IN CENTER OF ROOM FROM CEILING ABOVE.
COORDINATE EXACT LOCATION AT TIME OF DESIGN
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KEY NOTES:
1. MOUNT A5145, HOOK, AT 4'-0" OR 1200MM AFF. OR AT 5'-0" OR
1500MM AFF. SEE ELEVATIONS

GENERAL NOTES:
A. FOR TYPICAL EQUIPMENT MOUNTING HEIGHTS SEE "TYPICAL EQUIPMENT MOUNTING
HEIGHTS" DRAWING.
B. MIL-STD-1691 DATA CAN ONLY BE ACCESSED FROM THE EQUIPMENT PLAN.
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APFB1
ORTHOTICS LAB SCHEDULE

A-601

Equipment Schedule

JSN# Family and Type Qty.

Categories Utilities

Army Navy A.F. 1 2 3 4 5 6

A5075 A5075_Soap_Dispenser_3270: - 1 C

A5075-HS A5075_Hand_Sanitizer: Hand Sanitzer 1 C

A5080 A5080_paper_towel_holder_-_folded_sheets_96: - 1 A

A5145 A5145_t_a-robe hook: TA-1B 2 A

C03F0 C03F0 Cabinet Base 1SH 2 DR_ADA: 36W 1 C

C03P0 C03P0 Cabinet Sink Panel_ADA: 30W 1 C

C04D0 C04D0 DR Base 4 Eq_ADA: 36W 1 C

CE040 CE030 Cabinet Wall 2SH 2GDO: 36W 2 C

CS180 CS180 Sink, SS, Single Compartment: 30" x 21" 1 A D

CT030 CT030 Countertop w_Backsplash Straight: 24"D x 102"W 1 C

E0048 E0048 Workcenter Computer Freestanding 72W: 72W 1 C A

F0230 F0230Task stool_armless: M_Chair-Task 2 C

F2020 F2020 Litter Receptacle36Hx24D: Austin Litter Receptacle 2 C

F3200 F3200_meq-clock-analog-generic: generic 1 C

M1801 M1801-computer_microprocessing_FP: 20 inch screen 1 C A

M1825 M1825-printer_computer: - 1 C A

P7650 P7650 Plaster Trap: - 1 A D

T0120 T0120-bench_work_wood top_1 drawer_1 shelf_34x72x30: - 2 C

T0180 T0180-cabinet_storage_tool_f-mounted: - 1 C

T9400 T9400-vise_machinists_swivel base: - 2 C

Grand total: 26
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NOTES:
1.  LIGHTING CIRCUITS A & B SHALL BE ON OCCUPANCY SENSOR.
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BRIT1
NEGATIVE PRESSURE BEDROOM PLAN

A-101

GENERAL NOTES:
A. SIZE WINDOWS TO THE
MAXIMUM ALLOWED BY
NF-3-400-01 (LATEST
EDITION). DESIGN:
ENERGY CONSERVATION
& ASHRAE 90.1 (LATEST
EDITION) ASHRAE
ENERGY STANDARD FOR
BUILDINGS EXCEPT LOW-
RISE RESIDENTIAL
BUILDINGS, BUILDING
ENVELOPE
REQUIREMENTS
APPENDIX B.

KEY NOTES:
1. MOUNT A5145, HOOK,
AT 1200 mm AFF. OR AT
1500 mm AFF. SEE
ELEVATIONS

MEDICAL SURGICAL

BRIT1 28.41 m²

TLTS2 5.37 m²
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KEY NOTES:
1. MOUNT A5145, HOOK, AT 1200 mm AFF. OR AT 1500 mm AFF. SEE ELEVATIONS
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SOUTH ELEV.2

GENERAL NOTES:
A. FOR TYPICAL EQUIPMENT MOUNTING HEIGHTS SEE "TYPICAL
EQUIPMENT MOUNTING HEIGHTS" DRAWING.
B. MIL-STD-1691 DATA CAN ONLY BE ACCESSED FROM THE EQUIPMENT
PLAN.
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KEY NOTES:
1. MOUNT A5145, HOOK, AT 1200 mm AFF. OR AT 1500 mm AFF. SEE ELEVATIONS

GENERAL NOTES:
A. FOR TYPICAL EQUIPMENT MOUNTING HEIGHTS SEE "TYPICAL
EQUIPMENT MOUNTING HEIGHTS" DRAWING.
B. MIL-STD-1691 DATA CAN ONLY BE ACCESSED FROM THE EQUIPMENT
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NEGATIVE PRESSURE BED INTERIOR ELEVATIONS

A-403

KEY NOTES:
1. MOUNT A5145, HOOK, AT 1200 mm AFF. OR AT 1500 mm AFF. SEE ELEVATIONS

GENERAL NOTES:
A. FOR TYPICAL EQUIPMENT MOUNTING HEIGHTS SEE "TYPICAL
EQUIPMENT MOUNTING HEIGHTS" DRAWING.
B. MIL-STD-1691 DATA CAN ONLY BE ACCESSED FROM THE EQUIPMENT
PLAN.
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NEGATIVE PRESSURE BED INTERIOR ELEVATIONS
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KEY NOTES:
1. MOUNT A5145, HOOK, AT 1200 mm AFF. OR AT 1500 mm AFF. SEE ELEVATIONS

GENERAL NOTES:
A. FOR TYPICAL EQUIPMENT MOUNTING HEIGHTS SEE "TYPICAL
EQUIPMENT MOUNTING HEIGHTS" DRAWING.
B. MIL-STD-1691 DATA CAN ONLY BE ACCESSED FROM THE EQUIPMENT
PLAN.
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NEGATIVE PRESSURE BED INTERIOR ELEVATIONS

A-406

KEY NOTES:
1. MOUNT A5145, HOOK, AT 1200 mm AFF. OR AT 1500 mm AFF. SEE ELEVATIONS

GENERAL NOTES:
A. FOR TYPICAL EQUIPMENT MOUNTING HEIGHTS SEE "TYPICAL
EQUIPMENT MOUNTING HEIGHTS" DRAWING.
B. MIL-STD-1691 DATA CAN ONLY BE ACCESSED FROM THE EQUIPMENT
PLAN.
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KEY NOTES:
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GENERAL NOTES:
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B. MIL-STD-1691 DATA CAN ONLY BE ACCESSED FROM THE EQUIPMENT
PLAN.
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Medical Surgical Bedroom Equipment Schedule

JSN# Family Type Qty.

Categories Utilities

Army Navy A.F. 1 2 3 4 5 6

A1110M A1110 HEADWALL HillRom Elements 9foot
headwall

- 1 A F G

A5075 A5075_Soap_Dispenser_3270 - 1 C

A5075-HS A5075_Hand_Sanitizer - 4 A

A5080 A5080_paper_towel_holder_-_folded_sheets_96 - 1 A

A5106 A5106-waste_disposal unit_sharps glove
dispenser

- 1 C

A5145 A5145_t_a-robe hook 3 A

A5180 Cubicle Curtain Track 5 C

A6046 A6046-artwork_decorative_with frame - 1 C

C0041M C0041M_BRMS_Apron at Footwall
Desk_Angled

24" Depth 1 A

CT060M 24" Depth 2 A

F0210M F0210M_ottomon_18x18 - 2 C

F0230 F0230Task stool_armless M_Chair-Task 1 C

F0260 F0260_patient chair F0260 27"x32" 1 C

F0315M F0315M_grand_island_sleeper 65.5"W 1 C

F0355 F0355_stool_12x16 F0355_stool_12x16 1

F2000 F2000M_square wastebasket in Footwall
Cabinet

- 1 C

F2000M Footwall Tall Cabinet_at trash F2000M 1 C

F3050M F3050M_Whiteboard_24x18 - 1

F3200 F3200_meq-clock-analog-generic generic 1

M0515 M0515-television_plasma 42" 1

M0750 M0750-flowmeter_air_connect with 50 psi supply - 2 C

M0755 M0755-flowmeter_oxygen_low flow - 2 C F

M0765 M0765-regulator_vacuum - 2 C A

M1801 M1801-computer_microprocessing_FP 17 inch screen 1 C A

M3070M M3070M-hamper_linen_mobile_ with lid generic 1 C

M3072M M3072M_small_red_trash M3072_small 1

M4100M M4100M-sphygmomanometer_aneroid - 1

M4200M M4200-ophthalmoscope_wall mounted Drawer model 2 C

M4255 M4255-stand_iv_adjustable generic 1 C

M4266 M4266-pump_volumetric_infusion_multiple line - 1 C A

M7010M M7010M-bed_patient_electric_NCtele with NurseCall and Telephone on
PillowSpeaker

1

M7040 M7040-table_overbed - 1 C

M7845 M7845-monitor_physiological_bedside_4
channel

- 1 C A

M7910M M7910-thermometer_electronic - 1 C A

P3070M P3070M Pateint Room Sink_Faucet - 1 A D

Grand total: 50

MEDICAL SURGICAL
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BRIT1
NEGATIVE PRESSURE BED SCHEDULE

A-602

Patient Toilet Room Equipment Schedule

JSN# Family Type Qty.

Categories Utilities

Army Navy A.F. 1 2 3 4 5 6

A1066M A1066M_lighted mirror - 1 A

A5030 A5030_shower seat Fold Down 1 A

A5075 A5075_Soap_Dispenser_3270 - 1 C

A5080 A5080_paper_towel_holder_-_folded_sheets_96 - 1 A

A5090 A5090 Fem Napkin Disposal 0264-1 1 A

A5109M A5109M Grab Bar, Straight 4 A

A5110M A5110M Grab Bar, Vertical B-6806-12 vertical 2 A

A5175 A5175_Recessed Soap Dish - 1 A

A5180 Cubicle Curtain Track19 Cubicle Curtain Track 1 A

A5200 A5200 Toilet Tissue Double 0264-1 1 A

CT060M CT060M_BRMS Toilet Rm Counter Top w Sink
Hole

24" Depth 1 A D

P5040 P5040_hand-held shower T14278-SSLHP 1 A D

P5090 P5090 Toilet 19" Seat Height 1 A B

Grand total: 17

MEDICAL SURGICAL
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BRMS1
MEDICAL SURGICAL BEDROOM PLAN

A-101

GENERAL NOTES:
A. SIZE WINDOWS TO THE
MAXIMUM ALLOWED BY
NF-3-400-01 (LATEST
EDITION). DESIGN:
ENERGY CONSERVATION
& ASHRAE 90.1 (LATEST
EDITION) ASHRAE
ENERGY STANDARD FOR
BUILDINGS EXCEPT LOW-
RISE RESIDENTIAL
BUILDINGS, BUILDING
ENVELOPE
REQUIREMENTS
APPENDIX B.

KEY NOTES:
1. MOUNT A5145, HOOK, AT
1200 mm AFF. OR AT 1500
mm AFF. SEE ELEVATIONS

BRMS1 28.41 m²

TLTS2 5.37 m²
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MEDICAL SURGICAL BEDROOM PLAN

A-102

GENERAL NOTES:
A. SIZE WINDOWS TO THE
MAXIMUM ALLOWED BY
NF-3-400-01 (LATEST
EDITION). DESIGN:
ENERGY CONSERVATION
& ASHRAE 90.1 (LATEST
EDITION) ASHRAE
ENERGY STANDARD FOR
BUILDINGS EXCEPT LOW-
RISE RESIDENTIAL
BUILDINGS, BUILDING
ENVELOPE
REQUIREMENTS
APPENDIX B.

KEY NOTES:
1. MOUNT A5145, HOOK, AT
1200 mm AFF. OR AT 1500
mm AFF. SEE ELEVATIONS

BRMS1 28.41 m²

TLTS2 5.37 m²
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BRMS1
MEDICAL SURGICAL BED INTERIOR ELEVATIONS

A-401

 1 : 50
N

NORTH ELEV.2

KEY NOTES:
1. MOUNT A5145, HOOK, AT 1200 mm AFF. OR AT 1500 mm AFF. SEE ELEVATIONS

 1 : 50
S

SOUTH ELEV.2

GENERAL NOTES:
A. FOR TYPICAL EQUIPMENT MOUNTING HEIGHTS SEE "TYPICAL
EQUIPMENT MOUNTING HEIGHTS" DRAWING.
B. MIL-STD-1691 DATA CAN ONLY BE ACCESSED FROM THE EQUIPMENT
PLAN.
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BRMS1
MEDICAL SURGICAL BED INTERIOR ELEVATIONS

A-402

KEY NOTES:
1. MOUNT A5145, HOOK, AT 1200 mm AFF. OR AT 1500 mm AFF. SEE ELEVATIONS
2. MO515 TO HAVE INTEGRAL DVD PLAYER & BRACKET

GENERAL NOTES:
A. FOR TYPICAL EQUIPMENT MOUNTING HEIGHTS SEE "TYPICAL
EQUIPMENT MOUNTING HEIGHTS" DRAWING.
B. MIL-STD-1691 DATA CAN ONLY BE ACCESSED FROM THE EQUIPMENT
PLAN.
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BRMS1
MEDICAL SURGICAL BED INTERIOR ELEVATIONS

A-403

KEY NOTES:
1. MOUNT A5145, HOOK, AT 1200 mm AFF. OR AT 1500 mm AFF. SEE ELEVATIONS

GENERAL NOTES:
A. FOR TYPICAL EQUIPMENT MOUNTING HEIGHTS SEE "TYPICAL
EQUIPMENT MOUNTING HEIGHTS" DRAWING.
B. MIL-STD-1691 DATA CAN ONLY BE ACCESSED FROM THE EQUIPMENT
PLAN.
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BRMS1
MEDICAL SURGICAL BED INTERIOR ELEVATIONS

A-405

KEY NOTES:
1. MOUNT A5145, HOOK, AT 1200 mm AFF. OR AT 1500 mm AFF. SEE ELEVATIONS

GENERAL NOTES:
A. FOR TYPICAL EQUIPMENT MOUNTING HEIGHTS SEE "TYPICAL
EQUIPMENT MOUNTING HEIGHTS" DRAWING.
B. MIL-STD-1691 DATA CAN ONLY BE ACCESSED FROM THE EQUIPMENT
PLAN.
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BRMS1
MEDICAL SURGICAL BED INTERIOR ELEVATIONS

A-406

KEY NOTES:
1. MOUNT A5145, HOOK, AT 1200 mm AFF. OR AT 1500 mm AFF. SEE ELEVATIONS

GENERAL NOTES:
A. FOR TYPICAL EQUIPMENT MOUNTING HEIGHTS SEE "TYPICAL
EQUIPMENT MOUNTING HEIGHTS" DRAWING.
B. MIL-STD-1691 DATA CAN ONLY BE ACCESSED FROM THE EQUIPMENT
PLAN.
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TLTS2 PATIENT TOILET ROOM INTERIOR ELEV.

A-410

KEY NOTES:
1. MOUNT A5145, HOOK, AT 1200 mm AFF. OR AT 1500 mm AFF. SEE ELEVATIONS

GENERAL NOTES:
A. FOR TYPICAL EQUIPMENT MOUNTING HEIGHTS SEE "TYPICAL
EQUIPMENT MOUNTING HEIGHTS" DRAWING.
B. MIL-STD-1691 DATA CAN ONLY BE ACCESSED FROM THE EQUIPMENT
PLAN.
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BRMS1
MEDICAL SURGICAL BED SCHEDULE

A-601

Medical Surgical Bedroom Equipment Schedule

JSN# Family Type Qty.

Categories Utilities

Army Navy A.F. 1 2 3 4 5 6

A1110M A1110 HEADWALL HillRom Elements 9foot
headwall

- 1 A F G

A5075 A5075_Soap_Dispenser_3270 - 1 C

A5075-HS A5075_Hand_Sanitizer - 4 A

A5080 A5080_paper_towel_holder_-_folded_sheets_96 - 1 A

A5106 A5106-waste_disposal unit_sharps glove
dispenser

- 1 C

A5145 A5145_t_a-robe hook 3 A

A5180 Cubicle Curtain Track 5 C

A6046 A6046-artwork_decorative_with frame - 1 C

C0041M C0041M_BRMS_Apron at Footwall
Desk_Angled

24" Depth 1 A

CT060M 24" Depth 2 A

F0210M F0210M_ottomon_18x18 - 2 C

F0230 F0230Task stool_armless M_Chair-Task 1 C

F0260 F0260_patient chair F0260 27"x32" 1 C

F0315M F0315M_grand_island_sleeper 65.5"W 1 C

F0355 F0355_stool_12x16 F0355_stool_12x16 2

F2000M F2000M_square wastebasket in Footwall
Cabinet

2 C

F3050M F3050M_Whiteboard_24x18 - 1

F3200 F3200_meq-clock-analog-generic generic 1

M0515 M0515-television_plasma 42" 1

M0750 M0750-flowmeter_air_connect with 50 psi supply - 2 C

M0755 M0755-flowmeter_oxygen_low flow - 2 C F

M0765 M0765-regulator_vacuum - 2 C A

M1801 M1801-computer_microprocessing_FP 17 inch screen 1 C A

M3070M M3070M-hamper_linen_mobile_ with lid generic 1 C

M3072M M3072M_small_red_trash M3072_small 1

M4100M M4100M-sphygmomanometer_aneroid - 1 C A

M4200M M4200-ophthalmoscope_wall mounted Drawer model 2 C

M4255 M4255-stand_iv_adjustable generic 1 C

M4266 M4266-pump_volumetric_infusion_multiple line - 1 C A

M7010M M7010M-bed_patient_electric_NCtele with NurseCall and Telephone on
PillowSpeaker

1

M7040 M7040-table_overbed - 1 C

M7845 M7845-monitor_physiological_bedside_4
channel

- 1 C A

M7910M M7910-thermometer_electronic - 1 C A

P3070M P3070M Pateint Room Sink_Faucet - 1 A D

Grand total: 51
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BRMS1
MEDICAL SURGICAL BED SCHEDULE

A-602

Patient Toilet Room Equipment Schedule

JSN# Family Type Qty.

Categories Utilities

Army Navy A.F. 1 2 3 4 5 6

A1066M A1066M_lighted mirror - 1 A

A5030 A5030_shower seat Fold Down 1 A

A5075 A5075_Soap_Dispenser_3270 - 1 C

A5080 A5080_paper_towel_holder_-_folded_sheets_96 - 1 A

A5090 A5090 Fem Napkin Disposal 0264-1 1 A

A5109M A5109M Grab Bar, Straight 4 A

A5110M A5110M Grab Bar, Vertical B-6806-12 vertical 2 A

A5175 A5175_Recessed Soap Dish - 1 A

A5180 Cubicle Curtain Track19 Cubicle Curtain Track 1 A

A5200 A5200 Toilet Tissue Double 0264-1 1 A

CT060M CT060M_BRMS Toilet Rm Counter Top w Sink
Hole

24" Depth 1 A D

P5040 P5040_hand-held shower T14278-SSLHP 1 A D

P5090 P5090 Toilet 19" Seat Height 1 A B

Grand total: 17
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BRNP1
PRIVATE PSYCH. ROOM PLAN

A-101

GENERAL NOTES:
A. SIZE WINDOWS TO THE MAXIMUM ALLOWED BY NF-3-400-01 (LATEST EDITION). DESIGN: ENERGY
CONSERVATION & ASHRAE 90.1 (LATEST EDITION) ASHRAE ENERGY STANDARD FOR BUILDINGS EXCEPT LOW-
RISE RESIDENTIAL BUILDINGS, BUILDING ENVELOPE REQUIREMENTS APPENDIX B.

KEY NOTES:
1. WASTE BASKET MAY BE ELIMINATED AS DETERMINED BY FACILITY.
2. MODIFIED FOR BEHAVIORAL HEALTH A5109 & A5110 GRAB BARS AT HANDICAP ACCESIBLE ROOMS.
3. PROVIDE IMPACT RESISTANT CONTINUOUS POLYCARBONITE SHEET OVER WINDOWS. POLYCARBONITE SHEET TO
BE IN SUB FRAME MOUNTED DIRECTLY BEHIND THE EXTERIOR WINDOW SYSTEM. INTEGRAL BLINDS TO BE MOUNTED
BETWEEN BOTH SYSTEMS.
4. SECURE FO575 SHELVING UNIT TO WALL.
5. SECURED THERMOSTAT.
6. PROVIDE SOFT SIDED SUICIDE DOOR INTO TOILET ROOM.

BRNP1 21.17 m²

TLTP3 4.81 m²
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BRNP1
PRIVATE PSYCH. ROOM PLAN

A-102

GENERAL NOTES:
A. SIZE WINDOWS TO THE MAXIMUM ALLOWED BY NF-3-400-01 (LATEST EDITION). DESIGN: ENERGY
CONSERVATION & ASHRAE 90.1 (LATEST EDITION) ASHRAE ENERGY STANDARD FOR BUILDINGS EXCEPT LOW-
RISE RESIDENTIAL BUILDINGS, BUILDING ENVELOPE REQUIREMENTS APPENDIX B.

KEY NOTES:
1. WASTE BASKET MAY BE ELIMINATED AS DETERMINED BY FACILITY.
2. MODIFIED FOR BEHAVIORAL HEALTH A5109 & A5110 GRAB BARS AT HANDICAP ACCESIBLE ROOMS.
3. PROVIDE IMPACT RESISTANT CONTINUOUS POLYCARBONITE SHEET OVER WINDOWS. POLYCARBONITE SHEET TO
BE IN SUB FRAME MOUNTED DIRECTLY BEHIND THE EXTERIOR WINDOW SYSTEM. iNTEGRAL BLINDS TO BE MOUNTED
BETWEEN BOTH SYSTEMS.
4. SECURE FO575 SHELVING UNIT TO WALL.
5. SECURED THERMOSTAT.
6. PROVIDE SOFT SIDED SUICIDE DOOR INTO TOILET ROOM.

BRNP1 21.17 m²

TLTP3 4.81 m²
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GENERAL NOTES:
A. FOR TYPICAL EQUIPMENT MOUNTING HEIGHTS SEE "TYPICAL   EQUIPMENT
MOUNTING HEIGHTS" DRAWINGS.
B. MIL-STD-1691 DATA CAN ONLY BE ACCESSED FROM THE EQUIPMENT PLAN.

KEY NOTES:
1. WASTE BASKET MAY BE ELIMINATED AS DETERMINED BY FACILITY.
2. PROVIDE MODIFIED FOR BEHAVIORAL HEALTH A5109 & A5110 GRAB BARS AT HANDICAP ACCESIBLE ROOMS.
3. PROVIDE IMPACT RESISTANT CONTINUOUS POLYCARBONITE SHEET OVER WINDOWS. POLYCARBONITE SHEET TO BE IN
SUB FRAME MOUNTED DIRECTLY BEHIND THE EXTERIOR WINDOW SYSTEM. iNTEGRAL BLINDS TO BE MOUNTED BETWEEN
BOTH SYSTEMS.
4. SECURE FO575 SHELVING UNIT TO WALL.
5. SECURED THERMOSTAT.
6. PROVIDE SOFT SIDED SUICIDE DOOR INTO TOILET ROOM.
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GENERAL NOTES:
A. FOR TYPICAL EQUIPMENT MOUNTING HEIGHTS SEE "TYPICAL   EQUIPMENT
MOUNTING HEIGHTS" DRAWINGS.
B. MIL-STD-1691 DATA CAN ONLY BE ACCESSED FROM THE EQUIPMENT PLAN.

KEY NOTES:
1. WASTE BASKET MAY BE ELIMINATED AS DETERMINED BY FACILITY.
2. PROVIDE MODIFIED FOR BEHAVIORAL HEALTH A5109 & A5110 GRAB BARS AT HANDICAP ACCESIBLE ROOMS.
3. PROVIDE IMPACT RESISTANT CONTINUOUS POLYCARBONITE SHEET OVER WINDOWS. POLYCARBONITE SHEET TO BE IN
SUB FRAME MOUNTED DIRECTLY BEHIND THE EXTERIOR WINDOW SYSTEM. iNTEGRAL BLINDS TO BE MOUNTED BETWEEN
BOTH SYSTEMS.
4. SECURE FO575 SHELVING UNIT TO WALL.
5. SECURED THERMOSTAT.
6. PROVIDE SOFT SIDED SUICIDE DOOR INTO TOILET ROOM.
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GENERAL NOTES:
A. FOR TYPICAL EQUIPMENT MOUNTING HEIGHTS SEE "TYPICAL   EQUIPMENT
MOUNTING HEIGHTS" DRAWINGS.
B. MIL-STD-1691 DATA CAN ONLY BE ACCESSED FROM THE EQUIPMENT PLAN.

KEY NOTES:
1. WASTE BASKET MAY BE ELIMINATED AS DETERMINED BY FACILITY.
2. PROVIDE MODIFIED FOR BEHAVIORAL HEALTH A5109 & A5110 GRAB BARS AT HANDICAP ACCESIBLE ROOMS.
3. PROVIDE SOLID SURFACE SHOWER SURROUND
4. (NOT USED)    5. (NOT USED)
6. PROVIDE SOFT SIDED SUICIDE DOOR INTO TOILET ROOM.
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BRNP1
PRIVATE PSYCH. ROOM SCHEDULE

A-601

Patient Room Equipment Schedule

JSN# Family Type Qty.

Categories Utilities

Army Navy A.F. 1 2 3 4 5 6

F0210M F0210M_Psych_Lounge_Chair_ - 1

F0400M F0400M_round_side_table - 1

F0575M F0575M_Psych_Storage_unit Wardrobe40x24 1

M7011 M7011_Platform bed38x84_placeholder M7011Platform Bed, Psychiatric
w/o visible legs

1

Grand total: 4

Patient Toilet Room Equipment Schedule

JSN# Family Type Qty.

Categories Utilities

Army Navy A.F. 1 2 3 4 5 6

A1085 A1085-mirror_posture_wall mounted_PSYCH - 1

A5109M A5109M Grab Bar, Straight 2

A5110M B-6806-12 vertical 2

A5175M A5175M_Psyche Recessed Soap Dish Recessed Soap Dish 1

A5302M A5302M_PSYCH_toilet-paper-dispensor - 1

F2000M F2000_wastebasket - 1

P5350 P5350_det-shower-wall-front access surface mount soap dish 1

P9160M P9160M_PSYCH Wall-Mount Sink P9160M 1

P9400 P5090 Toilet 19" Seat Height 1

Grand total: 11
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BRNP1
PRIVATE PSYCH. ROOM REFLECTED CEILING

AC-101

GENERAL NOTES:
A. ALL CEILING MOUNTED LIGHT FIXTURES TO BE OF SECURITY/BEHAVIORAL HEALTH GRADE. ALL EXPOSED SEAMS TO BE
CONTINUOUSLY WELDED. ONE PIECE DOOR WITH CONTINUOUS PIANO HINGE. FULLY RECESSED CAPTIVE FASTENERS.
LENS TO BE ACRYLIC AND SECURED TO PREVENT REMOVAL. SECURITY MOUNT TO CEILING TO PREVENT FIXTURE
REMOVEL.
B. HVAC SUPPLY, RETURN AND EXHAUST GRILLS SHALL BE SECURITY TYPE CONSTRUCTION TO PROHIBIT REMOVAL OR
SUSPENSION FROM THE FRONT OF THE GRILL.

NOTES:
1. LIGHTING CIRCUIT a TO HAVE DIMMER SWITCH
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BRNP1
PRIVATE PSYCH. ROOM REFLECTED CEILING

AC-102

GENERAL NOTES:
A. ALL CEILING MOUNTED LIGHT FIXTURES TO BE OF SECURITY/BEHAVIORAL HEALTH GRADE. ALL EXPOSED SEAMS TO BE
CONTINUOUSLY WELDED. ONE PIECE DOOR WITH CONTINUOUS PIANO HINGE. FULLY RECESSED CAPTIVE FASTENERS.
LENS TO BE ACRYLIC AND SECURED TO PREVENT REMOVAL. SECURITY MOUNT TO CEILING TO PREVENT FIXTURE
REMOVEL.
B. HVAC SUPPLY, RETURN AND EXHAUST GRILLS SHALL BE SECURITY TYPE CONSTRUCTION TO PROHIBIT REMOVAL OR
SUSPENSION FROM THE FRONT OF THE GRILL.

NOTES:
1. LIGHTING CIRCUIT a TO HAVE DIMMER SWITCH
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BRNP2
SEMI-PRIVATE PSYCH. ROOM PLAN

A-101

GENERAL NOTES:
A. SIZE WINDOWS TO THE MAXIMUM ALLOWED BY NF-3-400-01 (LATEST EDITION). DESIGN: ENERGY
CONSERVATION & ASHRAE 90.1 (LATEST EDITION) ASHRAE ENERGY STANDARD FOR BUILDINGS EXCEPT LOW-
RISE RESIDENTIAL BUILDINGS, BUILDING ENVELOPE REQUIREMENTS APPENDIX B.

KEY NOTES:
1. WASTE BASKET MAY BE ELIMINATED AS DETERMINED BY FACILITY.
2. MODIFIED FOR BEHAVIORAL HEALTH A5109 & A5110 GRAB BARS AT HANDICAP ACCESIBLE ROOMS.
3. PROVIDE IMPACT RESISTANT CONTINUOUS POLYCARBONITE SHEET OVER WINDOWS. POLYCARBONITE SHEET TO
BE IN SUB FRAME MOUNTED DIRECTLY BEHIND THE EXTERIOR WINDOW SYSTEM. INTEGRAL BLINDS TO BE MOUNTED
BETWEEN BOTH SYSTEMS.
4. SECURE FO575 SHELVING UNIT TO WALL.
5. SECURED THERMOSTAT.
6. PROVIDE SOFT SIDED SUICIDE DOOR INTO TOILET ROOM.

BRNP2 21.17 m²

TLTP3 4.81 m²
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BRNP2
SEMI-PRIVATE PSYCH. ROOM PLAN

A-102

GENERAL NOTES:
A. SIZE WINDOWS TO THE MAXIMUM ALLOWED BY NF-3-400-01 (LATEST EDITION). DESIGN: ENERGY
CONSERVATION & ASHRAE 90.1 (LATEST EDITION) ASHRAE ENERGY STANDARD FOR BUILDINGS EXCEPT LOW-
RISE RESIDENTIAL BUILDINGS, BUILDING ENVELOPE REQUIREMENTS APPENDIX B.

KEY NOTES:
1. WASTE BASKET MAY BE ELIMINATED AS DETERMINED BY FACILITY.
2. MODIFIED FOR BEHAVIORAL HEALTH A5109 & A5110 GRAB BARS AT HANDICAP ACCESIBLE ROOMS.
3. PROVIDE IMPACT RESISTANT CONTINUOUS POLYCARBONITE SHEET OVER WINDOWS. POLYCARBONITE SHEET TO
BE IN SUB FRAME MOUNTED DIRECTLY BEHIND THE EXTERIOR WINDOW SYSTEM. iNTEGRAL BLINDS TO BE MOUNTED
BETWEEN BOTH SYSTEMS.
4. SECURE FO575 SHELVING UNIT TO WALL.
5. SECURED THERMOSTAT.
6. PROVIDE SOFT SIDED SUICIDE DOOR INTO TOILET ROOM.

BRNP2 21.17 m²

TLTP3 4.81 m²
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1 : 48
N

NORTH ELEV.

1 : 48
S
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GENERAL NOTES:
A. FOR TYPICAL EQUIPMENT MOUNTING HEIGHTS SEE "TYPICAL   EQUIPMENT
MOUNTING HEIGHTS" DRAWINGS.
B. MIL-STD-1691 DATA CAN ONLY BE ACCESSED FROM THE EQUIPMENT PLAN.

KEY NOTES:
1. WASTE BASKET MAY BE ELIMINATED AS DETERMINED BY FACILITY.
2. PROVIDE MODIFIED FOR BEHAVIORAL HEALTH A5109 & A5110 GRAB BARS AT HANDICAP ACCESIBLE ROOMS.
3. PROVIDE IMPACT RESISTANT CONTINUOUS POLYCARBONITE SHEET OVER WINDOWS. POLYCARBONITE SHEET TO BE IN
SUB FRAME MOUNTED DIRECTLY BEHIND THE EXTERIOR WINDOW SYSTEM. iNTEGRAL BLINDS TO BE MOUNTED BETWEEN
BOTH SYSTEMS.
4. SECURE FO575 SHELVING UNIT TO WALL.
5. SECURED THERMOSTAT.
6. PROVIDE SOFT SIDED SUICIDE DOOR INTO TOILET ROOM.
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GENERAL NOTES:
A. FOR TYPICAL EQUIPMENT MOUNTING HEIGHTS SEE "TYPICAL   EQUIPMENT
MOUNTING HEIGHTS" DRAWINGS.
B. MIL-STD-1691 DATA CAN ONLY BE ACCESSED FROM THE EQUIPMENT PLAN.

KEY NOTES:
1. WASTE BASKET MAY BE ELIMINATED AS DETERMINED BY FACILITY.
2. PROVIDE MODIFIED FOR BEHAVIORAL HEALTH A5109 & A5110 GRAB BARS AT HANDICAP ACCESIBLE ROOMS.
3. PROVIDE IMPACT RESISTANT CONTINUOUS POLYCARBONITE SHEET OVER WINDOWS. POLYCARBONITE SHEET TO BE IN
SUB FRAME MOUNTED DIRECTLY BEHIND THE EXTERIOR WINDOW SYSTEM. iNTEGRAL BLINDS TO BE MOUNTED BETWEEN
BOTH SYSTEMS.
4. SECURE FO575 SHELVING UNIT TO WALL.
5. SECURED THERMOSTAT.
6. PROVIDE SOFT SIDED SUICIDE DOOR INTO TOILET ROOM.
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GENERAL NOTES:
A. FOR TYPICAL EQUIPMENT MOUNTING HEIGHTS SEE "TYPICAL   EQUIPMENT
MOUNTING HEIGHTS" DRAWINGS.
B. MIL-STD-1691 DATA CAN ONLY BE ACCESSED FROM THE EQUIPMENT PLAN.

KEY NOTES:
1. WASTE BASKET MAY BE ELIMINATED AS DETERMINED BY FACILITY.
2. PROVIDE MODIFIED FOR BEHAVIORAL HEALTH A5109 & A5110 GRAB BARS AT HANDICAP ACCESIBLE ROOMS.
3. PROVIDE SOLID SURFACE SHOWER SURROUND
4. (NOT USED)    5. (NOT USED)
6. PROVIDE SOFT SIDED SUICIDE DOOR INTO TOILET ROOM.
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BRNP2
SEMI-PRIVATE PSYCH. ROOM SCHEDULE

A-601

Patient Room Equipment Schedule

JSN# Family Type Qty.

Categories Utilities

Army Navy A.F. 1 2 3 4 5 6

F0210M F0210M_Psych_Lounge_Chair_ - 2

F0400M F0400M_round_side_table - 2

F0575M F0575M_Psych_Storage_unit Wardrobe40x24 1

M7011 M7011_Platform bed38x84_placeholder M7011Platform Bed, Psychiatric
w/o visible legs

2

Grand total: 7

Patient Toilet Room Equipment Schedule

JSN# Family Type Qty.

Categories Utilities

Army Navy A.F. 1 2 3 4 5 6

A1085 A1085-mirror_posture_wall mounted_PSYCH - 1

A5109M A5109M Grab Bar, Straight 2

A5110M B-6806-12 vertical 2

A5175M A5175M_Psyche Recessed Soap Dish Recessed Soap Dish 1

A5302M A5302M_PSYCH_toilet-paper-dispensor - 1

F2000M F2000_wastebasket - 1

P5350 P5350_det-shower-wall-front access surface mount soap dish 1

P9160M P9160M_PSYCH Wall-Mount Sink P9160M 1

P9400 P5090 Toilet 19" Seat Height 1

Grand total: 11



ba/D

21.17 m²

PRIVATE
PSYCH.
ROOM

BRNP1

4.81 m²

PATIENT
TOILET
ROOM

TLTP3

a a

a a

a a

b

b

0 10m521

ROOM NAME:

PROJECT NAME: DATE:

Medical Templates (Metric)094091-124689

ROOM CODE: SHEET:SCALE:

PROJECT NUMBER:

02-08-2010

REV. DATE:

J:\094091-FTBL\124689-DOD\RVT\Metric\BRNP2-m.rvt

1 : 48

BRNP2
SEMI-PRIVATE PSYCH. REFLECTED CEILING

AC-101

GENERAL NOTES:
A. ALL CEILING MOUNTED LIGHT FIXTURES TO BE OF SECURITY/BEHAVIORAL HEALTH GRADE. ALL EXPOSED SEAMS TO BE
CONTINUOUSLY WELDED. ONE PIECE DOOR WITH CONTINUOUS PIANO HINGE. FULLY RECESSED CAPTIVE FASTENERS.
LENS TO BE ACRYLIC AND SECURED TO PREVENT REMOVAL. SECURITY MOUNT TO CEILING TO PREVENT FIXTURE
REMOVEL.
B. HVAC SUPPLY, RETURN AND EXHAUST GRILLS SHALL BE SECURITY TYPE CONSTRUCTION TO PROHIBIT REMOVAL OR
SUSPENSION FROM THE FRONT OF THE GRILL.

NOTES:
1. LIGHTING CIRCUIT a TO HAVE DIMMER SWITCH
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BRNP2
SEMI-PRIVATE PSYCH. REFLECTED CEILING

AC-102

GENERAL NOTES:
A. ALL CEILING MOUNTED LIGHT FIXTURES TO BE OF SECURITY/BEHAVIORAL HEALTH GRADE. ALL EXPOSED SEAMS TO BE
CONTINUOUSLY WELDED. ONE PIECE DOOR WITH CONTINUOUS PIANO HINGE. FULLY RECESSED CAPTIVE FASTENERS.
LENS TO BE ACRYLIC AND SECURED TO PREVENT REMOVAL. SECURITY MOUNT TO CEILING TO PREVENT FIXTURE
REMOVEL.
B. HVAC SUPPLY, RETURN AND EXHAUST GRILLS SHALL BE SECURITY TYPE CONSTRUCTION TO PROHIBIT REMOVAL OR
SUSPENSION FROM THE FRONT OF THE GRILL.

NOTES:
1. LIGHTING CIRCUIT a TO HAVE DIMMER SWITCH
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BRUN1
BEDROOM ICU INPATIENT PLAN

A-101

GENERAL NOTES:
A. SIZE WINDOWS TO THE MAXIMUM ALLOWED BY NF-3-400-01 (LATEST EDITION). DESIGN: ENERGY
CONSERVATION & ASHRAE 90.1 (LATEST EDITION) ASHRAE ENERGY STANDARD FOR BUILDINGS
EXCEPT LOW-RISE RESIDENTIAL BUILDINGS, BUILDING ENVELOPE REQUIREMENTS APPENDIX B.

KEY NOTES:
1. INTEGRAL BLINDS AT ALCOVE WINDOW

BRUN1 28.23 m²

TLTP4 4.84 m²
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BRUN1
BEDROOM ICU INPATIENT PLAN

A-102

GENERAL NOTES:
A. SIZE WINDOWS TO THE MAXIMUM ALLOWED BY NF-3-400-01 (LATEST EDITION). DESIGN: ENERGY
CONSERVATION & ASHRAE 90.1 (LATEST EDITION) ASHRAE ENERGY STANDARD FOR BUILDINGS
EXCEPT LOW-RISE RESIDENTIAL BUILDINGS, BUILDING ENVELOPE REQUIREMENTS APPENDIX B.

KEY NOTES:
1. INTEGRAL BLINDS AT ALCOVE WINDOW

BRUN1 28.23 m²

TLTP4 4.84 m²
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BRUN1
BEDROOM ICU INPATIENT INTERIOR ELEV.

A-401

GENERAL NOTES:
A. FOR TYPICAL EQUIPMENT MOUNTING HEIGHTS SEE "TYPICAL   EQUIPMENT MOUNTING
HEIGHTS" DRAWINGS.
B. MIL-STD-1691 DATA CAN ONLY BE ACCESSED FROM THE EQUIPMENT PLAN.
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KEY NOTES:
1. INTEGRAL BLINDS AT ALCOVE WINDOW



F3200

A5075

M1801

F3050

A5180

CT060M C0041M

CT060M

C0041M

P3070M

M0515

M4100

A5106

A5180

A5075-HS

A5075-HS

M7910

A1132

M0750

M0755

M0765
(2)

(2)

M3070

M4200

A5075-HS

A1132

M7010

M3025

88

7 57

5

3

M0765

M0755

M3072M

A1105

0 10m521

ROOM NAME:

PROJECT NAME: DATE:

Medical Templates (Metric)094091-124689

ROOM CODE: SHEET:SCALE:

PROJECT NUMBER:

02-08-2010

REV. DATE:

J:\094091-FTBL\124689-DOD\RVT\Metric\BRUN1-m.rvt

 1 : 50

BRUN1
BEDROOM ICU INPATIENT INTERIOR ELEV.

A-402

GENERAL NOTES:
A. FOR TYPICAL EQUIPMENT MOUNTING HEIGHTS SEE "TYPICAL   EQUIPMENT MOUNTING
HEIGHTS" DRAWINGS.
B. MIL-STD-1691 DATA CAN ONLY BE ACCESSED FROM THE EQUIPMENT PLAN.
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W
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KEY NOTES:
1. MOUNT A5145, HOOK, AT 4'-0" AFF. OR 1200MM OR AT 5'-0" AFF. OR 1500MM SEE ELEVATIONS
2. VACUUM SLIDE.
3. BED INTERFACE UNIT
4. PATIENT EMERGENCY PULL CORD
5. SWITCH CONTROLS CEILING MOUNTED LIGHT FIXTURES.
6. CODE BLUE.
7. TONE/VISUAL OR AUDIO VISUAL PATIENT STATION.
8. ELECTRICAL ISOLATION PANELS
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BRUN1
TLTP4 PATIENT TOILET/SHOWER INTERIOR ELEV.

A-404

GENERAL NOTES:
A. FOR TYPICAL EQUIPMENT MOUNTING HEIGHTS SEE "TYPICAL   EQUIPMENT MOUNTING
HEIGHTS" DRAWINGS.
B. MIL-STD-1691 DATA CAN ONLY BE ACCESSED FROM THE EQUIPMENT PLAN.
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KEY NOTES:
1. MOUNT A5145, HOOK, AT 4'-0" AFF. OR 1200MM OR AT 5'-0" AFF. OR 1500MM SEE ELEVATIONS
4. PATIENT EMERGENCY PULL CORD
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Bedroom Universal Inpatient Equipment Schedule

JSN# Family Type Qty.

Categories Utilities

Army Navy A.F. 1 2 3 4 5 6

A1105 A1105-rail system_utility_gas and electric Latitude Arm System 1

A1132 A1132-rail_accessory_mounting - 2

A5075 A5075_Soap_Dispenser_3270 - 1 C

A5075-HS A5075_Hand_Sanitizer Hand Sanitzer 3 A

A5080 A5080_paper_towel_holder_-_folded_sheets_96 - 1 A

A5106 A5106-waste_disposal unit_sharps glove dispenser - 1 C

A5180 Cubicle Curtain Cubicle Curtain Track 1 A

C0041M Apron at Footwall Desk_20" or 24" Depth 2 A

CT060M Counter Top Footwall_20" Depth 2 A

F0230 F0230Task stool_armless1 M_Chair-Task 2 2 C

F0260 F0260_patient chair F0260 27"x32" 1 C

F0315M F0315M_grand_island_sleeper 65.5"W 1 C

F0355 F0355stool12x16 - 1

F2000M F2000_wastebasket F2000M 1 C

F3050 F3050M_Whiteboard_24x18 - 1 A

F3200 F3200_meq-clock-analog-generic generic 1 C

M0750 M0750-flowmeter_air_connect with 50 psi supply - 1 C F

M0755 M0755-flowmeter_oxygen_low flow - 3 C A

M0765 M0765-regulator_vacuum - 3 C E

M1801 M1801-computer_microprocessing_FP 17 inch screen 1 C A

M3025 M3025-mattress_Pressure Reduction - 1 C

M3070 M3070-hamper_linen_mobile_ with lid generic 1 C

M4100 M4100-sphygmomanometer_aneroid_wall mounted - 1 C

M4200 M4200-ophthalmoscope_wall mounted1 - 1 C A

M4255 M4255-stand_iv_adjustable generic 1 C

M4266 M4266-pump_volumetric_infusion_multiple line - 1 C A

M7010 M7010-bed_patient_electric generic 1 C A

M7040 M7040-table_overbed - 1 C

M7910 M7910-thermometer_electronic - 1 C A

P3070M P3070M Pateint Room Sink_Faucet - 1 A D

Grand total: 40
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BRUN1
BEDROOM ICU INPATIENT SCHEDULE

A-602

Patient Toilet/Shower Equipment Schedule

JSN# Family Type Qty.

Categories Utilities

Army Navy A.F. 1 2 3 4 5 6

A1066 A1066_mirror_36x18 Frame_Aluminum Satin Anodized 1 A

A5030 A5030_shower seat - 1 A

A5075 A5075_Soap_Dispenser_3270 - 1 C

A5080 A5080_paper_towel_holder_-_folded_sheets_96 - 1 A

A5090 A5090 Fem Napkin Disposal 0264-1 1 A

A5109M A5109M Grab Bar, Straight 4 A

A5110M A5110M Grab Bar, Vertical B-6806-12 vertical 1 A

A5145 A5145_t_a-robe hook TA-1A 1 A

A5180 Cubicle Curtain- Cubicle Curtain Track 1 A

A5200 A5200 Toilet Tissue Double 0264-1 1 A

CT060M CT060M_BRMS Toilet Rm Counter Top w Sink
Hole

24" Depth 1 A D

F2000M F2000_wastebasket F2000 2 C

M0515 M0515-television_plasma 42" 1

M3072M M3072M_small_red_trash M3072_small 1

P5040 P5040_hand-held shower T14278-SSLHP 1 A D

P5090 P5090 Toilet 19" Seat Height 1 A B

Grand total: 20
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BRUN1
BEDROOM ICU INPATIENT CEILING

AC-101

KEY NOTES:
9.  PATIENT LIFT TRACK
10. CEILING SPEAKER
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BRUN1
BEDROOM ICU INPATIENT CEILING

AC-102

KEY NOTES:
9.  PATIENT LIFT TRACK
10. CEILING SPEAKER
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CRAO1
SMALL CONFERENCE ROOM PLAN

A-101

KEY NOTES:
1. (NOT USED)
2. SIZE OF ROOM MAY VARY ACCORDING TO USE AND NUMBER OF STAFF.
3. OUTLET FOR VIDEO TELECONFERENCE.

CRAO1 23.18 m²
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CRAO1
SMALL CONFERENCE RM INTERIOR ELEVATIONS

A-401
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N

NORTH ELEV.
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SOUTH ELEV.

GENERAL NOTES:
A. FOR TYPICAL EQUIPMENT MOUNTING HEIGHTS SEE "TYPICAL EQUIPMENT MOUNTING
HEIGHTS" DRAWING.
B. MIL-STD-1691 DATA CAN ONLY BE ACCESSED FROM THE EQUIPMENT PLAN.
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A-402
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GENERAL NOTES:
A. FOR TYPICAL EQUIPMENT MOUNTING HEIGHTS SEE "TYPICAL EQUIPMENT
MOUNTING HEIGHTS" DRAWING.
B. MIL-STD-1691 DATA CAN ONLY BE ACCESSED FROM THE EQUIPMENT PLAN.
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Equipment Schedule

JSN# Family and Type Qty.

Categories Utilities

Army Navy A.F. 1 2 3 4 5 6

A5075-HS A5075_Hand_Sanitizer: Hand Sanitzer 1 A

A5150 A5150_Wall Mounted Triple Coat Hook: TA-1B 1

A6046 A6046-artwork_decorative_with frame: - 1 C

F0220 F0220_Conference Chair: Seat 9 C

F0600M Credenza: 72" x 24" 1

F0690 F0690_Computer Workstation: Book Shelf 1 C

F0755 F0755_conference table 48x96: 30" x 84" x 22" 1 C

F2000M F2000_wastebasket: - 1 C

F2025 F2025_square Recycle_blue: - 1

F2100 F2100_lectern mobile with light: - 1 C

F3045 F3045_whiteboard cabinet: 18" x 24" 2 1 A

F3200 F3200_meq-clock-analog-generic: generic 1 C

M0507 M0507-video teleconferencing system: - 1 C A

M0515 M0515-television_plasma: 50" 1

M1801 M1801-computer_microprocessing_FP: 17 inch screen 1 C A

Grand total: 23
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NOTES:
1. LIGHTING CIRCUIT a ON AN OCCUPANCY SENSOR
2. LIGHTING CIRCUIT b ON A DIMMER SWITCH
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CRAO3
LARGE CONFERENCE ROOM PLAN

A-101

KEY NOTES:
1. MOUNT A5145, HOOK, AT 4'-0" OR 1200MM AFF. OR AT 5'-0" OR 1500MM AFF. SEE ELEVATIONS
2. SIZE OF ROOM MAY VERY ACCORDING TO USE AND NUMBER OF STAFF.
3. OUTLET FOR VIDEO TELECONFERENCE.
4. OPERABLE WALL PARTITION. STACK WALL PANNELS ALONG NORTH WALL. PROVIDE POCKET TO
RECEIVE RETRACKED PARTITION.  WALL ABOVE OPERABLE PARTITION TO EXTEND TO STRUCTURAL DECK
ABOVE TO MAINTAIN CONTINUITY OF SOUND SEPERATION BETWEEN CONFERENCE ROOMS.

CRAO3 63.12 m²
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CRAO3
LARGE CONFERENCE ROOM INT. ELEVATIONS

A-401

 1 : 50
N

NORTH ELEV.

 1 : 50
S

SOUTH ELEV.

KEY NOTES:
1. MOUNT A5145, HOOK, AT 4'-0" OR 1200MM AFF. OR AT 5'-0" OR 1500MM AFF. SEE
ELEVATIONS

GENERAL NOTES:
A. FOR TYPICAL EQUIPMENT MOUNTING HEIGHTS SEE "TYPICAL
EQUIPMENT MOUNTING HEIGHTS" DRAWING.
B. MIL-STD-1691 DATA CAN ONLY BE ACCESSED FROM THE EQUIPMENT
PLAN.
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EAST ELEV.

KEY NOTES:
1. MOUNT A5145, HOOK, AT 4'-0" OR 1200MM AFF. OR AT 5'-0" OR 1500MM AFF. SEE
ELEVATIONS

GENERAL NOTES:
A. FOR TYPICAL EQUIPMENT MOUNTING HEIGHTS SEE "TYPICAL
EQUIPMENT MOUNTING HEIGHTS" DRAWING.
B. MIL-STD-1691 DATA CAN ONLY BE ACCESSED FROM THE EQUIPMENT
PLAN.
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Equipment Schedule

JSN# Family Type Qty.

Categories Utilities

Army Navy A.F. 1 2 3 4 5 6

A5075-
HS

A5075_Hand_Sanitizer Hand Sanitzer 2

A5145 A5145_t_a-robe hook TA-1B 6 A

A6046 A6046-artwork_decorative_with frame - 2 C

F0220 F0220_Conference Chair Seat 32 C

F0295 F0295_armless stacking chair Chair-Stacking 24

F0600M F0600M_Wood Credenza 72" x 24" 2

F0690 F0690_Computer Workstation Book Shelf 2 C

F0780 F0780_work table 30x60 36" x 36" 4

F2000M F2000_wastebasket - 2 C

F2025 F2025_square Recycle_blue - 2

F2100 F2100_lectern mobile with light - 2 C

F3045 F3045_whiteboard cabinet 18" x 24" 2 A

F3200 F3200_meq-clock-analog-generic generic 2 C

M0507 M0507-video teleconferencing system - 2 C A

M0515 M0515-television_plasma 50" 2

M1801 M1801-computer_microprocessing_FP 20 inch screen 2 C

Grand total: 90
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NOTES:
1. LIGHTING CIRCUIT a ON AN OCCUPANCY SENSOR
2. LIGHTING CIRCUIT b ON A DIMMER SWITCH
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EXPO1
PODIATRY EXAM ROOM PLAN

A-101

KEY NOTES:
1. MOUNT A5145, HOOK, AT 4'-0" OR
1200MM AFF. OR AT 5'-0" OR 1500MM
AFF. SEE ELEVATIONS
2. INCREASE LOCATION DIMENSION
AS NEEDED TO COMPLY WITH ADA IF
THE DOOR HAS A CLOSER OR IF 2'-
0" OR 600MM CLEARANCE IS NOT
AVAILABLE AT THE STRIKE SIDE OF
THE DOOR. ALSO, P3200, UITR
ELECTRONIC LAVATORY, MAY BE
USED INSTEAD OF P3100,
LAVATORY. FOR THE P3200,
PROVIDE EITHER BATTERY POWER
OR HARD WIRED CONNECTION
3. MOUNT M4100/M4200 TO A1132,
RAIL
4. COORDINATE LOCATION OF
M1620, PATIENT CHART HOLDER,
AND ROOM SIGNAGE.
5. F3200, CLOCK, IS FOR NAVY
PROJECTS AND IS OPTIONAL.
6. M7400, TABLE MOUNTED
SPOTLIGHT, MAY BE USED IN PLACE
OF M7401, STAND MOUNTED MOBILE
SPOTLIGHT.

EXPO1 11.47 m²
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KEY NOTES:
1. MOUNT A5145, HOOK, AT 4'-0" OR 1200MM AFF. OR AT 5'-0" OR 1500MM AFF. SEE ELEVATIONS
2. INCREASE LOCATION DIMENSION AS NEEDED TO COMPLY WITH ADA IF THE DOOR HAS A CLOSER OR IF
2'-0" OR 600MM CLEARANCE IS NOT AVAILABLE AT THE STRIKE SIDE OF THE DOOR. ALSO, P3200, UITR
ELECTRONIC LAVATORY, MAY BE USED INSTEAD OF P3100, LAVATORY. FOR THE P3200, PROVIDE EITHER
BATTERY POWER OR HARD WIRED CONNECTION

GENERAL NOTES:
A. FOR TYPICAL EQUIPMENT MOUNTING HEIGHTS SEE "TYPICAL EQUIPMENT MOUNTING HEIGHTS" DRAWING.
B. MIL-STD-1691 DATA CAN ONLY BE ACCESSED FROM THE EQUIPMENT PLAN.
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EXPO1
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Equipment Schedule

JSN# Family and Type Qty.
Army
Cat

Navy
Cat

Util.
1

Util.
2

Util.
3

Util.
4

Util.
5

Util.
6

A1066 A1066_mirror_36x18: Frame_Aluminum Satin Anodized 1

A1132 A1132-rail_accessory_mounting: - 2

A5075 A5075_Soap_Dispenser_3270: - 1

A5075-
HS

A5075_Hand_Sanitizer: Hand Sanitzer 1

A5080 A5080_paper_towel_holder_-_folded_sheets_96: - 1

A5106 A5106-waste_disposal unit_sharps glove dispenser: - 1

A5145 A5145_toilet and bath accessories.clothes hooks-2301: 7345 2

A5180 Cubicle Curtain: Cubicle Curtain Track 1

A6046 A6046-artwork_decorative_with frame: A6046-artwork_decorative_with
frame

1

E0948 E0948-cart_general_storage_mobile: 42"H x 32"W x 22"D 1

F0210 F0210_side chair armless: Branco 1

F0280 F0280_low back task with arms: - 1

F0340 F0340_doctor's stool: - 1

F2000M F2000_wastebasket: - 1

F2010 F2010_step on wastebasket: - 1

F3200 F3200_meq-clock-analog-generic: generic 1

M1620 M1620-holder_chart_patient_wall mtd_: - 1

M1801 M1801_Monitor_7061: 17 inch screen 1

M1802
M

M1802M_Sharelink: - 1

M3072
M

M3072M_small_red_trash: M3072_small 1

M4100 M4100-sphygmomanometer_aneroid_wall mounted: RAIL mounted 1

M4200 m4200-ophthalmoscope_wall mounted: RAIL mounted 1

M4920 M4920-chair_exam-treatment_podiatry_with motor: - 1

M7401 M7401-light_exam_mobile_spotlight_mobile stand: - 1

P3100 P3100_Lucerne Wall-Mount Sink: - 1

Grand total: 27
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EXRG1
EXAM ROOM PLAN

A-101

KEY NOTES:
1. MOUNT A5145, HOOK, AT 4'-0"
OR 1200MM AFF. OR AT 5'-0" OR
1500MM AFF. SEE ELEVATIONS
2. INCREASE LOCATION
DIMENSION AS NEEDED TO
COMPLY WITH ADA IF THE DOOR
HAS A CLOSER OR IF 2'-0" OR
600MM CLEARANCE IS NOT
AVAILABLE AT THE STRIKE SIDE
OF THE DOOR. ALSO, P3200, UITR
ELECTRONIC LAVATORY, MAY BE
USED INSTEAD OF P3100,
LAVATORY. FOR THE P3200,
PROVIDE EITHER BATTERY
POWER OR HARD WIRED
CONNECTION
3. MOUNT M4100/M4200 TO A1132,
RAIL
4. COORDINATE LOCATION OF
M1620, PATIENT CHART HOLDER,
AND ROOM SIGNAGE.
5. M7400, TABLE MOUNTED
SPOTLIGHT, MAY BE USED IN
PLACE OF M7401, STAND
MOUNTED MOBILE SPOTLIGHT.

EXRG1 11.47 m²
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KEY NOTES:
1. MOUNT A5145, HOOK, AT 4'-0" OR 1200MM AFF. OR AT 5'-0" OR 1500MM AFF. SEE ELEVATIONS
2. INCREASE LOCATION DIMENSION AS NEEDED TO COMPLY WITH ADA IF THE DOOR HAS A CLOSER OR IF
2'-0" OR 600MM CLEARANCE IS NOT AVAILABLE AT THE STRIKE SIDE OF THE DOOR. ALSO, P3200, UITR
ELECTRONIC LAVATORY, MAY BE USED INSTEAD OF P3100, LAVATORY. FOR THE P3200, PROVIDE EITHER
BATTERY POWER OR HARD WIRED CONNECTION

GENERAL NOTES:
A. FOR TYPICAL EQUIPMENT MOUNTING HEIGHTS SEE "TYPICAL EQUIPMENT MOUNTING HEIGHTS"
DRAWING.
B. MIL-STD-1691 DATA CAN ONLY BE ACCESSED FROM THE EQUIPMENT PLAN.
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Equipment Schedule

JSN# Family and Type Qty.

Categories Utilities

Army Navy A.F. 1 2 3 4 5 6

A1066 A1066_mirror_36x18: Frame_Aluminum Satin Anodized 1 A

A1132 A1132-rail_accessory_mounting: - 2 C

A5075 A5075_Soap_Dispenser_3270: - 1 C

A5075-HS A5075_Hand_Sanitizer: Hand Sanitzer 1 C

A5080 A5080_paper_towel_holder_-_folded_sheets_96: - 1 A

A5106 A5106-waste_disposal unit_sharps glove dispenser: - 1 C

A5145 A5145_t_a-robe hook: TA-1A 2 A

A5180 Cucbilcle Curtain: Cubicle Curtain Track 1 A

A6046 A6046_Framed_artwork_2189: 36"W x36"H x2" FRAME W 2 1 C

E0948 E0948-cart_general_storage_mobile: 42"H x 32"W x 22"D 1 C

F0210 F0210_side chair armless: Branco 1 C

F0280 F0280_low back task with arms: - 1 C

F0340 F0340_doctor's stool: - 1 C

F2000M F2000_wastebasket: - 1 C

F2010 F2010_step on wastebasket: - 1 C

F3200 F3200_meq-clock-analog-generic: generic 1 C

M1620 M1620-holder_chart_patient_wall mtd_: - 1 A

M1801 M1801_Monitor_7061: 17 inch screen 1 C A

M1802M M1802M_Sharelink: - 1 C A

M3072M M3072M_small_red_trash: - 1 C

M4100 M4100-sphygmomanometer_aneroid_wall mounted: RAIL mounted 1 C

M4200 M4200-ophthalmoscope_wall mounted.0001: RAIL mounted 1 C A

M7401 M7401-light_exam_mobile_spotlight_mobile stand: - 1 C A

M9025 M9025-table_examination-treatment_with cabinet: - 1 C A

P3100 P3100_Lucerne Wall-Mount Sink: - 1 A D

Grand total: 27
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 1 : 50ORTHO EXAM ROOM PLAN

A-101

KEY NOTES:
1. MOUNT A5145, HOOK, AT 4'-0" OR 1200MM AFF. OR AT 5'-0" OR 1500MM
AFF. SEE ELEVATIONS
2. INCREASE LOCATION DIMENSION AS NEEDED TO COMPLY WITH ADA IF
THE DOOR HAS A CLOSER OR IF 2'-0" OR 600MM CLEARANCE IS NOT
AVAILABLE AT THE STRIKE SIDE OF THE DOOR. ALSO, P3200, UITR
ELECTRONIC LAVATORY, MAY BE USED INSTEAD OF P3100, LAVATORY.
FOR THE P3200, PROVIDE EITHER BATTERY POWER OR HARD WIRED
CONNECTION
3. MOUNT M4100/M4200 TO A1132, RAIL
4. COORDINATE LOCATION OF M1620, PATIENT CHART HOLDER, AND
ROOM SIGNAGE.
5. M7400, TABLE MOUNTED SPOTLIGHT, MAY BE USED IN PLACE OF
M7401, STAND MOUNTED MOBILE SPOTLIGHT.

EXRG1-OR 13.02 m²
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KEY NOTES:
1. MOUNT A5145, HOOK, AT 4'-0" OR 1200MM AFF. OR AT 5'-0" OR 1500MM AFF. SEE ELEVATIONS
2. INCREASE LOCATION DIMENSION AS NEEDED TO COMPLY WITH ADA IF THE DOOR HAS A CLOSER OR IF 2'-
0" OR 600MM CLEARANCE IS NOT AVAILABLE AT THE STRIKE SIDE OF THE DOOR. ALSO, P3200, UITR
ELECTRONIC LAVATORY, MAY BE USED INSTEAD OF P3100, LAVATORY. FOR THE P3200, PROVIDE EITHER
BATTERY POWER OR HARD WIRED CONNECTION

GENERAL NOTES:
A. FOR TYPICAL EQUIPMENT MOUNTING HEIGHTS SEE "TYPICAL EQUIPMENT
MOUNTING HEIGHTS" DRAWING.
B. MIL-STD-1691 DATA CAN ONLY BE ACCESSED FROM THE EQUIPMENT PLAN.
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ORTHO EXAM ROOM SCHEDULE
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Equipment Schedule (Family/Type)

JSN# Qty. Family Type

Categories Utilities

Army Navy A.F. 1 2 3 4 5 6

A1066 1 A1066_mirror_36x18 Frame_Aluminum Satin Anodized A

A1132 2 A1132-rail_accessory_mounting - C

A5075 1 A5075_Soap_Dispenser_3270 - C

A5075-H
S

1 A5075_Hand_Sanitizer Hand Sanitzer A

A5080 1 A5080_paper_towel_holder_-_folded_s
heets_96

- C

A5106 1 A5106-waste_disposal unit_sharps
glove dispenser

- C

A5145 2 A5145_t_a-robe hook TA-1A A

A5180 1 Cubicle Curtain Cubicle Curtain Track A

A6046 1 A6046_Framed_artwork_2189 36"W x36"H x2" FRAME W 2 C

E0948 1 E0948-cart_general_storage_mobile 42"H x 32"W x 22"D C

F0210 1 F0210_side chair armless Branco C

F0280 1 F0280_low back task with arms - C

F0340 1 F0340_doctor's stool - C

F2000M 1 F2000_wastebasket - C

F2010 1 F2010_step on wastebasket - C

F3200 1 F3200_meq-clock-analog-generic generic C

M1620 1 M1620-holder_chart_patient_wall mtd_ - A

M1801 1 M1801_Monitor_7061 17 inch screen C A

M1802M 1 M1802M_Sharelink - C C

M3072M 1 M3072M_small_red_trash M3072_small

M4100 1 M4100-sphygmomanometer_aneroid_
wall mounted

RAIL mounted C

M4200 1 M4200-ophthalmoscope_wall
mounted.0001

RAIL mounted A

M7401 1 M7401-light_exam_mobile_spotlight_m
obile stand

- C A

M9025 1 M9025-table_examination-treatment_w
ith cabinet

- C A

P3100 1 P3100_Lucerne Wall-Mount Sink - A D

Grand total: 27
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EXRG5
SCREENING ROOM PLAN

A-101

KEY NOTES:
1. MOUNT A5145, HOOK, AT 4'-0" OR
1200MM AFF. OR AT 5'-0" OR 1500MM
AFF. SEE ELEVATIONS
2. INCREASE LOCATION DIMENSION
AS NEEDED TO COMPLY WITH ADA
IF THE DOOR HAS A CLOSER OR IF
2'-0" OR 600MM CLEARANCE IS NOT
AVAILABLE AT THE STRIKE SIDE OF
THE DOOR. ALSO, P3200, UITR
ELECTRONIC LAVATORY, MAY BE
USED INSTEAD OF P3100,
LAVATORY. FOR THE P3200,
PROVIDE EITHER BATTERY POWER
OR HARD WIRED CONNECTION
3. MOUNT M4100/M4200 TO A1132,
RAIL
4. COORDINATE LOCATION OF
M1620, PATIENT CHART HOLDER,
AND ROOM SIGNAGE.

EXRG5 11.47 m²
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KEY NOTES:
1. MOUNT A5145, HOOK, AT 4'-0" OR 1200MM AFF. OR AT 5'-0" OR 1500MM AFF. SEE ELEVATIONS
2. INCREASE LOCATION DIMENSION AS NEEDED TO COMPLY WITH ADA IF THE DOOR HAS A CLOSER
OR IF 2'-0" OR 600MM CLEARANCE IS NOT AVAILABLE AT THE STRIKE SIDE OF THE DOOR. ALSO, P3200,
UITR ELECTRONIC LAVATORY, MAY BE USED INSTEAD OF P3100, LAVATORY. FOR THE P3200,
PROVIDE EITHER BATTERY POWER OR HARD WIRED CONNECTION

GENERAL NOTES:
A. FOR TYPICAL EQUIPMENT MOUNTING HEIGHTS SEE "TYPICAL EQUIPMENT MOUNTING HEIGHTS"
DRAWING.
B. MIL-STD-1691 DATA CAN ONLY BE ACCESSED FROM THE EQUIPMENT PLAN.
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EXRG5
SCREENING ROOM SCHEDULE
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Equipment Schedule

JSN# Family and Type Qty.

Categories Utilities

Army Navy A.F. 1 2 3 4 5 6

A1066 A1066_mirror_36x18: 18" x 36" 1 A

A1132 A1132-rail_accessory_mounting: - 1 C

A5075 A5075_Soap_Dispenser_3270: - 1 C

A5075-HS A5075_Hand_Sanitizer: Hand Sanitzer 1 C

A5080 A5080_paper_towel_holder_-_folded_sheets_96: - 1 A

A5106 A5106-waste_disposal unit_sharps glove dispenser: - 1 C

A5145 A5145_t_a-robe hook: TA-1B 2 A

A5180 Cubicle Curtain: Cubicle Curtain Track 1 A

A6046 A6046-artwork_decorative_with frame: A6046-artwork_decorative_with frame 1

E0948 E0948-cart_general_storage_mobile: 42"H x 32"W x 22"D 1 C

F0210 F0210_side chair armless: Bege 2

F0280 F0280_low back task with arms: - 1 C

F2000M F2000_wastebasket: - 1 C

F2010 F2010_step on wastebasket: - 1 C

F3200 F3200_meq-clock-analog-generic: generic 1 C

M1620 M1620-holder_chart_patient_wall mtd_: - 1 A

M1801 M1801-computer_microprocessing_FP: 20 inch screen 1 C A

M1802M M1802M_Sharelink: - 1 C A

M3072M M3072M_small_red_trash: M3072_small 1

M4040 M4040-scale_weighing_300 lb capacity: - 1 C

M4100 M4100-sphygmomanometer_aneroid_wall mounted: RAIL mounted 1 C A

M4116 M4116-monitor_vital signs: generic 1 C A

M4200 M4200-ophthalmoscope_wall mounted: RAIL mounted 1 C A

M9020 M9020-table_exam_pediatric_with scale: - 1 C A

P3100 P3100_Lucerne Wall-Mount Sink: - 1 A D

Grand total: 27
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EXRG8
OB/GYN EXAM ROOM PLAN

A-101

KEY NOTES:
1. MOUNT A5145, HOOK, AT 4'-0"
OR 1200MM AFF. OR AT 5'-0" OR
1500MM AFF. SEE ELEVATIONS
2. INCREASE LOCATION
DIMENSION AS NEEDED TO
COMPLY WITH ADA IF THE DOOR
HAS A CLOSER OR IF 2'-0" OR
600MM CLEARANCE IS NOT
AVAILABLE AT THE STRIKE SIDE
OF THE DOOR. ALSO, P3200,
UITR ELECTRONIC LAVATORY,
MAY BE USED INSTEAD OF
P3100, LAVATORY. FOR THE
P3200, PROVIDE EITHER
BATTERY POWER OR HARD
WIRED CONNECTION
3. MOUNT M4100/M4200 TO
A1132, RAIL
4. COORDINATE LOCATION OF
M1620, PATIENT CHART HOLDER,
AND ROOM SIGNAGE.
5. M7400, TABLE MOUNTED
SPOTLIGHT, MAY BE USED IN
PLACE OF M7401, STAND
MOUNTED MOBILE SPOTLIGHT.

EXRG8 11.47 m²
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EXRG8
OB/GYN EXAM ROOM INTERIOR ELEVATIONS

A-401
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E
EAST ELEV.

KEY NOTES:
1. MOUNT A5145, HOOK, AT 4'-0" OR 1200MM AFF. OR AT 5'-0" OR 1500MM AFF. SEE ELEVATIONS
2. INCREASE LOCATION DIMENSION AS NEEDED TO COMPLY WITH ADA IF THE DOOR HAS A CLOSER OR IF 2'-
0" OR 600MM CLEARANCE IS NOT AVAILABLE AT THE STRIKE SIDE OF THE DOOR. ALSO, P3200, UITR
ELECTRONIC LAVATORY, MAY BE USED INSTEAD OF P3100, LAVATORY. FOR THE P3200, PROVIDE EITHER
BATTERY POWER OR HARD WIRED CONNECTION

GENERAL NOTES:
A. FOR TYPICAL EQUIPMENT MOUNTING HEIGHTS SEE "TYPICAL EQUIPMENT MOUNTING HEIGHTS"
DRAWING.
B. MIL-STD-1691 DATA CAN ONLY BE ACCESSED FROM THE EQUIPMENT PLAN.
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Equipment Schedule

JSN# Family and Type Qty.

Categories Utilities

Army Navy A.F. 1 2 3 4 5 6

A1066 A1066_mirror_36x18: Frame_Aluminum Satin Anodized 1 A

A1132 A1132-rail_accessory_mounting: - 2 C

A5075 A5075_Soap_Dispenser_3270: - 1 C

A5075-HS A5075_Hand_Sanitizer: Hand Sanitzer 1 C

A5080 A5080_paper_towel_holder_-_folded_sheets_96: - 1 A

A5106 A5106-waste_disposal unit_sharps glove dispenser: - 1 C

A5145 A5145_toilet and bath accessories.clothes hooks-2301: 7345 2 A

A5180 Cubicle Curtain: Cubicle Curtain Track 1 A

A6046 A6046_Framed_artwork_2189: 36"W x36"H x2" FRAME W 2 1 C

E0948 E0948-cart_general_storage_mobile: 42"H x 32"W x 22"D 1 C

F0210 F0210_side chair armless: Branco 1 C

F0280 F0280_low back task with arms: - 1 C

F0340 F0340_doctor's stool: - 1 C

F2000M F2000_wastebasket: - 1 C

F2010 F2010_step on wastebasket: - 1 C

F3200 F3200_meq-clock-analog-generic: generic 1 C

M1620 M1620-holder_chart_patient_wall mtd_: - 1 A

M1801 M1801-computer_microprocessing_FP: 20 inch screen 1 C A

M1802M M1802M_Sharelink: - 1 C A

M3072M M3072M_small_red_trash: M3072_small 1

M4040 M4040-scale_weighing_300 lb capacity: M4040-scale_weighing_300 lb capacity 1

M4100 M4100-sphygmomanometer_aneroid_wall mounted: - 1 C A

M4200 M4200-ophthalmoscope_wall mounted: - 1 C A

M7401 M7401-light_exam_mobile_spotlight_mobile stand: - 1 A

M9025 M9025-table_examination-treatment_with cabinet: - 1 C A

P3100 P3100_Lucerne Wall-Mount Sink: - 1 A D

Grand total: 28
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EXRP1
PEDIATRIC EXAM ROOM PLAN

A-101

KEY NOTES:
1. MOUNT A5145, HOOK, AT 4'-0" OR
1200MM AFF. OR AT 5'-0" OR 1500MM
AFF. SEE ELEVATIONS
2. INCREASE LOCATION DIMENSION
AS NEEDED TO COMPLY WITH ADA IF
THE DOOR HAS A CLOSER OR IF 2'-0"
OR 600MM CLEARANCE IS NOT
AVAILABLE AT THE STRIKE SIDE OF
THE DOOR. ALSO, P3200, UITR
ELECTRONIC LAVATORY, MAY BE
USED INSTEAD OF P3100, LAVATORY.
FOR THE P3200, PROVIDE EITHER
BATTERY POWER OR HARD WIRED
CONNECTION
3. MOUNT M4100/M4200 TO A1132,
RAIL
4. COORDINATE LOCATION OF M1620,
PATIENT CHART HOLDER, AND ROOM
SIGNAGE.
5. M7400, TABLE MOUNTED
SPOTLIGHT, MAY BE USED IN PLACE
OF M7401, STAND MOUNTED MOBILE
SPOTLIGHT.

EXRP1 11.47 m²
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EXRP1
PEDIATRIC EXAM ROOM INTERIOR ELEVATIONS
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GENERAL NOTES:
A. FOR TYPICAL EQUIPMENT MOUNTING HEIGHTS SEE "TYPICAL
EQUIPMENT MOUNTING HEIGHTS" DRAWING.
B. MIL-STD-1691 DATA CAN ONLY BE ACCESSED FROM THE
EQUIPMENT PLAN.

KEY NOTES:
1. MOUNT A5145, HOOK, AT 4'-0" OR 1200MM AFF. OR AT 5'-0" OR 1500MM AFF. SEE ELEVATIONS
2. INCREASE LOCATION DIMENSION AS NEEDED TO COMPLY WITH ADA IF THE DOOR HAS A CLOSER OR
IF 2'-0" OR 600MM CLEARANCE IS NOT AVAILABLE AT THE STRIKE SIDE OF THE DOOR. ALSO, P3200, UITR
ELECTRONIC LAVATORY, MAY BE USED INSTEAD OF P3100, LAVATORY. FOR THE P3200, PROVIDE
EITHER BATTERY POWER OR HARD WIRED CONNECTION
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Equipment Schedule

JSN# Family Type Qty.

Categories Utilities

Army Navy A.F. 1 2 3 4 5 6

A1066 A1066_mirror_36x18 Frame_Aluminum Satin Anodized 1 A

A1132 A1132-rail_accessory_mounting - 2 C

A5075 A5075_Soap_Dispenser_3270 - 1 C

A5075-HS A5075_Hand_Sanitizer Hand Sanitzer 1

A5080 A5080_paper_towel_holder_-_folded_
sheets_96

- 1 A

A5106 A5106-waste_disposal unit_sharps
glove dispenser

- 1 C

A5145 A5145_t_a-robe hook TA-1A 2 A

A5180 Cubicle Curtain Cubicle Curtain Track 1 C

A6046 A6046_Framed_artwork_2189 36"W x36"H x2" FRAME W 2 1 C

E0948 E0948-cart_general_storage_mobile 42"H x 32"W x 22"D 1 C

F0210 F0210_side chair armless Branco 2 C

F0280 F0280_low back task with arms - 1 C

F0340 F0340_doctor's stool - 1 C

F2000M F2000_wastebasket - 1 C

F2010 F2010_step on wastebasket - 1 C

F3200 F3200_meq-clock-analog-generic generic 1 C

M1620 M1620-holder_chart_patient_wall mtd_ - 1 A

M1801 M1801-computer_microprocessing_FP 20 inch screen 1 C A

M1802M M1802M_Sharelink - 1 C C

M3072M M3072M_small_red_trash M3072_small 1

M4040 M4040-scale_weighing_300 lb
capacity

M4040-scale_weighing_300 lb capacity 1

M4100 M4100-sphygmomanometer_aneroid_
wall mounted

RAIL mounted 1 C A

M4200 M4200-ophthalmoscope_wall
mounted.0001

RAIL mounted 1 C A

M7401 M7401-light_exam_mobile_spotlight_
mobile stand

- 1 C A

M9025 M9025-table_examination-treatment_
with cabinet

- 1 C A

P3100 P3100_Lucerne Wall-Mount Sink - 1 A D

Grand total: 29
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EYEL1
EYE LANE OPTOMETRY PLAN

A-101

KEY NOTES:
1. MOUNT A5145, HOOK, AT 4'-0" OR
1200MM AFF. OR AT 5'-0" OR
1500MM AFF. SEE ELEVATIONS
2. P3200, UITR ELECTRONIC
LAVATORY MAY BE USED INSTEAD
OF P3100, LAVATORY. FOR THE
P3200, PROVIDE EITHER BATTERY
POWER OR HARD WIRED
CONNECTION.
3. M5560, ACUITY TEST PROJECTOR
IS WALL MOUNTED. PROVIDE
5000MM MINIMUM CLEAR DISTANCE
FROM EDGE OF OPPOSITE WALL.
4. SCREEN FOR M5560, ACUITY
TEST PROJECTOR.
5. IF EQUIPMENT POLE IS MOUNTED
ON THE M5016, REFRACTION DESK,
INSTEAD OF BESIDE M5600, CHAIR,
M5016 MAY NEED TO BE
RELOCATED.
6. COORDINATE LOCATION OF
M1620, PATIENT CHART HOLDER,
AND ROOM SIGNAGE.

EYEL1 17.02 m²
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EYE LANE OPTOMETRY PLAN
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KEY NOTES:
1. MOUNT A5145, HOOK, AT 4'-0" OR
1200MM AFF. OR AT 5'-0" OR
1500MM AFF. SEE ELEVATIONS
2. P3200, UITR ELECTRONIC
LAVATORY MAY BE USED INSTEAD
OF P3100, LAVATORY. FOR THE
P3200, PROVIDE EITHER BATTERY
POWER OR HARD WIRED
CONNECTION.
3. M5560, ACUITY TEST
PROJECTOR IS WALL MOUNTED.
PROVIDE 5000MM MINIMUM CLEAR
DISTANCE FROM EDGE OF
OPPOSITE WALL.
4. SCREEN FOR M5560, ACUITY
TEST PROJECTOR.
5. IF EQUIPMENT POLE IS
MOUNTED ON THE M5016,
REFRACTION DESK, INSTEAD OF
BESIDE M5600, CHAIR, M5016 MAY
NEED TO BE RELOCATED.
6. COORDINATE LOCATION OF
M1620, PATIENT CHART HOLDER,
AND ROOM SIGNAGE.

EYEL1 17.02 m²
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KEY NOTES:
1. MOUNT A5145, HOOK, AT 4'-0" OR 1200MM AFF. OR AT 5'-0" OR 1500MM AFF. SEE ELEVATIONS
2. INCREASE LOCATION DIMENSION AS NEEDED TO COMPLY WITH ADA IF THE DOOR HAS A CLOSER OR
IF 600MM CLEARANCE IS NOT AVAILABLE AT THE STRIKE SIDE OF THE DOOR. ALSO, P3200, UITR
ELECTRONIC LAVATORY, MAY BE USED INSTEAD OF P3100, LAVATORY. FOR THE P3200, PROVIDE
EITHER BATTERY POWER OR HARD WIRED CONNECTION
3. M5560, ACUITY TEST PROJECTOR, IF WALL MOUNTED. PROVIDE WALL BRACING.
4. SCREEN FOR M5560, ACUITY TEST PROJECTOR.
5. IF EQUIPMENT POLE IS MOUNTED ON THE M5016, REFRACTION DESK, INSTEAD OF BESIDE M5600,
CHAIR, M5016 MAY NEED TO BE RELOCATED.

GENERAL NOTES:
A. FOR TYPICAL EQUIPMENT MOUNTING HEIGHTS SEE "TYPICAL EQUIPMENT MOUNTING HEIGHTS"
DRAWING.
B. MIL-STD-1691 DATA CAN ONLY BE ACCESSED FROM THE EQUIPMENT PLAN.
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KEY NOTES:
1. MOUNT A5145, HOOK, AT 4'-0" OR 1200MM AFF. OR AT 5'-0" OR 1500MM AFF. SEE ELEVATIONS
2. INCREASE LOCATION DIMENSION AS NEEDED TO COMPLY WITH ADA IF THE DOOR HAS A CLOSER OR IF
2'-0" OR 600MM CLEARANCE IS NOT AVAILABLE AT THE STRIKE SIDE OF THE DOOR. ALSO, P3200, UITR
ELECTRONIC LAVATORY, MAY BE USED INSTEAD OF P3100, LAVATORY. FOR THE P3200, PROVIDE EITHER
BATTERY POWER OR HARD WIRED CONNECTION
3. M5560, ACUITY TEST PROJECTOR, IF WALL MOUNTED. PROVIDE WALL BRACING.
4. SCREEN FOR M5560, ACUITY TEST PROJECTOR.
5. IF EQUIPMENT POLE IS MOUNTED ON THE M5016, REFRACTION DESK, INSTEAD OF BESIDE M5600,
CHAIR, M5016 MAY NEED TO BE RELOCATED.

GENERAL NOTES:
A. FOR TYPICAL EQUIPMENT MOUNTING HEIGHTS SEE "TYPICAL EQUIPMENT MOUNTING HEIGHTS"
DRAWING.
B. MIL-STD-1691 DATA CAN ONLY BE ACCESSED FROM THE EQUIPMENT PLAN.
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EYEL1
EYE LANE OPTOMETRY SCHEDULE

A-601

Equipment Schedule

JSN# Family Type Qty.

Categories Utilities

Army Navy A.F. 1 2 3 4 5 6

A1066 A1066_mirror_36x18 Frame_Aluminum Satin Anodized 1 A

A5075 A5075_Soap_Dispenser_3270 - 1 C

A5075-HS A5075_Hand_Sanitizer Hand Sanitzer 1

A5080 A5080_paper_towel_holder_-_folded_sheets_9
6.0001

- 1 A

A5106 A5106-waste_disposal unit_sharps glove
dispenser

- 1 C

A5145 A5145_t_a-robe hook TA-1B 2 A

F0210 F0210_side chair armless Bege 1 C

F0340 F0340_doctor's stool - 1 C

F2000M F2000_wastebasket - 1 C

M0515 M5500-autorefractor_SCREEN television_plasma 19" 1

M1620 M1620-holder_chart_patient_wall mtd_ - 1 A

M1801 M1801-computer_microprocessing_FP 20 inch screen 1 C A

M1802M M1802M_Sharelink M1802M_Sharelink 1

M4200M M4200-ophthalmoscope_wall mounted Drawer model 1 C A

M5016 M5016-desk_refraction with console_wo
sink_large

- 1

M5500 M5500-autorefractor_ophthalmic - 1 C A

M5520 M5520-lensometer - 1 C A

M5530 M5530-lamp_slit_with applanation tonometer - 1 C A

M5535 M5535-ophthalmoscope_binocular_indirect - 1 C A

M5545 M5545-ophthalmometer-keratometer - 1 C A

M5560 M5560-projector_acuity with stand - 1 C A

M5600 M5600-unit_exam_eye_with motor
chair_phoropter

- 1 C A

M5700 M5700-frame set_lens_trial - 1 C

P3100 P3100_Lucerne Wall-Mount Sink1 - 1 A D

Grand total: 25
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KEY NOTES:
1. LIGHT SWITCH FOR ROOM TO HAVE
ON/OFF TOGGLE. DIMMING CONTROLS ARE
PROVIDED IN M6016, REFRACTION DESK.
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LDR ROOM PLAN

A-101

LDRP2 37.31 m²

SRSE2 8.92 m²

TLTS2 8.25 m²

KEY NOTES:
1. MOUNT A5145, HOOK, AT 4'-0" OR 1200MM AFF. OR AT 5'-0" OR 1500MM
AFF. SEE ELEVATIONS

GENERAL NOTES:
A. SIZE WINDOWS TO THE MAXIMUM ALLOWED BY NF-3-400-01 (LATEST
EDITION). DESIGN: ENERGY CONSERVATION & ASHRAE 90.1 (LATEST
EDITION) ASHRAE ENERGY STANDARD FOR BUILDINGS EXCEPT LOW-
RISE RESIDENTIAL BUILDINGS, BUILDING ENVELOPE REQUIREMENTS
APPENDIX B.
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LDR ROOM INTERIOR ELEVATIONS
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N
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KEY NOTES:
1. MOUNT A5145, HOOK, AT 4'-0" OR 1200MM AFF. OR AT 5'-0" OR 1500MM
AFF. SEE ELEVATIONS

GENERAL NOTES:
A. FOR TYPICAL EQUIPMENT MOUNTING HEIGHTS SEE "TYPICAL EQUIPMENT
MOUNTING HEIGHTS" DRAWING.
B. MIL-STD-1691 DATA CAN ONLY BE ACCESSED FROM THE EQUIPMENT PLAN.
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KEY NOTES:
1. MOUNT A5145, HOOK, AT 4'-0" OR 1200MM AFF. OR AT 5'-0" OR 1500MM
AFF. SEE ELEVATIONS

GENERAL NOTES:
A. FOR TYPICAL EQUIPMENT MOUNTING HEIGHTS SEE "TYPICAL EQUIPMENT
MOUNTING HEIGHTS" DRAWING.
B. MIL-STD-1691 DATA CAN ONLY BE ACCESSED FROM THE EQUIPMENT PLAN.
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KEY NOTES:
1. MOUNT A5145, HOOK, AT 4'-0" OR 1200MM AFF. OR AT 5'-0" OR 1500MM
AFF. SEE ELEVATIONS

GENERAL NOTES:
A. FOR TYPICAL EQUIPMENT MOUNTING HEIGHTS SEE "TYPICAL EQUIPMENT
MOUNTING HEIGHTS" DRAWING.
B. MIL-STD-1691 DATA CAN ONLY BE ACCESSED FROM THE EQUIPMENT PLAN.
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LDRP2
LDR ROOM SCHEDULE

A-601

LDR BEDROOM Equipment Schedule (Family/Type)

JSN# Qty. Family Type

Categories Utilities

Army Navy A.F. 1 2 3 4 5 6

A1110M 1 A1110 HEADWALL HillRom Elements_LDR_top HEADWALL HillRom
Elements_LDR 9foot headwall

A F G

A5075 1 A5075_Soap_Dispenser_3270 - C

A5075-HS 1 A5075_Hand_Sanitizer Hand Sanitzer A

A5080 1 A5080_paper_towel_holder_-_folded_sheets_96 - A

A5106 1 A5106-waste_disposal unit_sharps glove dispenser - C

A5145 2 A5145_t_a-robe hook TA-1A A

A5180 1 Cubicle Curtain Track3 Cubicle Curtain Track A

A6046 1 A6046-artwork_decorative_with frame - C

C0041M 2 Apron at counter with sink cutout
20" or 24" Depth

A

CT060M 2 Counter Top with sink cutout 20"
or 24" Depth

A

F0210M 2 F0210M_ottomon_18x18 - C

F0230 1 F0230Task stool_armless M_Chair-Task C

F0270M 1 F0270M_Rocking_Chair - C

F0315M 1 F0315M_grand_island_sleeper =65.5"W C

F0340 1 F0340_doctor's stool - C

F2000M 1 F2000M_square wastebasket in Footwall Cabinet - C

F3200 1 F3200_meq-clock-analog-generic generic C

M0750 1 M0750-flowmeter_air_connect with 50 psi supply - C B

M0755 1 M0755-flowmeter_oxygen_low flow - C A

M0765 1 M0765-regulator_vacuum - C B

M1801 1 M1801-computer_microprocessing_FP 17 inch screen C C

M4100M 1 M4100-sphygmomanometer_aneroid_wall mounted Drawer model C A

M4116 1 M4116-monitor_vital signs generic C A

M4200M 1 M4200-ophthalmoscope_wall mounted Drawer model C A

M4255 1 M4255-stand_iv_adjustable generic C

M4266 1 M4266-pump_volumetric_infusion_multiple line - C A

M7000 1 M7000-bed_birthing_electric stryker-LD304 C

M7040 1 M7040-table_overbed - C

M7820 1 M7820-monitor_fetal_bedside-stand alone - C A

M7910M 1 M7910-thermometer_electronic Drawer model C

P3070M 1 P3070M Pateint Room Sink_Faucet - A D

Grand total: 35
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LDRP2
TLTS2 & SRSE2 ROOM SCHEDULE

A-602

PATIENT TOILET ROOM Equipment Schedule (Family/Type)

JSN# Qty. Family Type

Categories Utilities

Army Navy A.F. 1 2 3 4 5 6

A1066M 1 A1066M_lighted mirror - A

A5030 1 A5030_shower seat WALL MOUNTED A

A5075 1 A5075_Soap_Dispenser_3270 - C

A5080 1 A5080_paper_towel_holder_-_folded_sheets_96 - A

A5090 1 A5090 Fem Napkin Disposal 0264-1 A

A5109M 4 A5109M Grab Bar, Straight A

A5110M 2 A5110M Grab Bar, Vertical B-6806-12 vertical A

A5145 2 A5145_t_a-robe hook TA-1A A

A5175 1 A5175_Recessed Soap Dish Recessed Soap Dish A

A5180 1 Cubicle Curtain Track4 Cubicle Curtain Track A

A5200 1 A5200 Toilet Tissue Double 0264-1 A

CT060M 1 LDR_toilet room Counter Top with sink cutout 24" Depth A D

F2000M 1 F2000M_wastebasket F2000M C

P5040 1 P5040_hand-held shower T14278-SSLHP A D

P9050M 1 P5090 Toilet Toilet w_bedpan washer A B

Grand total: 20

EQUIPMENT& SUPPLY ROOM Equipment Schedule (Family/Type)

JSN# Qty. Family Type

Categories Utilities

Army Navy A.F. 1 2 3 4 5 6

A5075 1 A5075_Soap_Dispenser_3270 - C

A5080 1 A5080_paper_towel_holder_-_folded_sheets_96 - A

A5106 1 A5106-waste_disposal unit_sharps glove dispenser - C

E0963 1 E0963-cart_general_storage_mobile - C

M0515 1 M0515-television_plasma 42"

M0750 1 M0750-flowmeter_air_connect with 50 psi supply - C B

M0755 1 M0755-flowmeter_oxygen_low flow - C A

M0765 1 M0765-regulator_vacuum - C B

M0820 1 M0820-warmer_infant_mobile - C A D

M1801 1 M1801-computer_microprocessing_FP 20 inch screen C A

M1802M 1 M1802M_Sharelink M1802M_Sharelink

M3005 1 M3005-bassinet_with cart - C

M3070 1 M3070-hamper_linen_mobile_ with lid generic C

M7420 1 M7420-light_exam_mobile - C A

M8960 1 M8960-cart_surgical case_birthing room - C

M8965 1 M8965-cart_fetal monitoring_birthing room - C

P6900 1 P6900_American Standard - Surgeon's Scrub Sink -
9047.093

- A B

Grand total: 17
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KEY NOTES:
1. LIGHTING CIRCUIT c TO BE ON DIMMER SWITCH
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KEY NOTES:
1. MOUNT A5145, HOOK, AT 4'-0" OR 1200MM
AFF. OR AT 5'-0" OR 1500MM AFF. SEE
ELEVATIONS

OFDC1 13.12 m²
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PLAN.

KEY NOTES:
1. MOUNT A5145, HOOK, AT 4'-0" OR 1200MM AFF. OR AT 5'-0" OR 1500MM AFF. SEE
ELEVATIONS
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OFDC1
BEHAVIORAL HEALTH OFFICE SCHEDULE

A-601

Equipment Schedule

JSN# Family and Type Qty.

Categories Utilities

Army Navy A.F. 1 2 3 4 5 6

A5145 A5145_t_a-robe hook: TA-1A 2 A

E0063M L-shape_desk: E0063M_Desk_6x6_Lshape 1

F0115 F0110_36x60_ bookcase: - 1

F0255 F0255_Lounge chair_33x33.0001: - 2

F0275 F0275_high back task with arms: - 1

F0420 LateralFile_2DR: 42W 1

F0740 F0740_End_Table: 30" x 30" 1

F2000M F2000M_wastebasket: - 1 C

F2025 F2025_square Recycle_blue: - 1

F2420 F2420_Table_Lamp: 60W - 277V 1

F3200 F3200_meq-clock-analog-generic: generic 1 C

M1801 M1801-computer_microprocessing_FP: 20 inch screen 1 C C

Grand total: 14
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NOTES:
1. LIGHTING CIRCUIT FOR SWITCH a TO BE ON OCCUPANCY SENSOR.
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KEY NOTES:
1. OPERABLE WALL PARTITION. STACK WALL PANNELS ALONG NORTH WALL.
PROVIDE POCKET TO RECEIVE RETRACKED PARTITION.  WALL ABOVE
OPERABLE PARTITION TO EXTEND TO STRUCTURAL DECK ABOVE TO MAINTAIN
CONTINUITY OF SOUND SEPERATION BETWEEN GROUP THERAPY ROOMS.

OPMH1-LG 75.28 m²

OPMH1-LG
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KEY NOTES:
1. OPERABLE WALL PARTITION. STACK WALL PANNELS ALONG NORTH WALL. PROVIDE POCKET TO
RECEIVE RETRACKED PARTITION.  WALL ABOVE OPERABLE PARTITION TO EXTEND TO STRUCTURAL
DECK ABOVE TO MAINTAIN CONTINUITY OF SOUND SEPERATION BETWEEN GROUP THERAPY ROOMS.
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Equipment Schedule

JSN# Family and Type Qty.

Categories Utilities

Army Navy A.F. 1 2 3 4 5 6

A6330 A6330_Intercom: 8" x 12" 2

F0255 F0255_Lounge chair_33x33: - 30 C

F0740 F0740_End_Table: 24" x 24" 4

F2250M F2250M-CEIL. MOUNTED FIXED HI-DEF CAMERA: - 4

F2420 F2420_Table_Lamp: 60W - 120V 4

M0515 M0515-television_plasma: 50" 2

Grand total: 46
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Equipment Schedule

JSN# Family and Type Qty.

Categories Utilities

Army Navy A.F. 1 2 3 4 5 6

A6330 A6330_Intercom: 8" x 12" 1

F0255 F0255_Lounge chair_33x33: - 15 C

F0740 F0740_End_Table: 24" x 24" 2

F2250M F2250M-CEIL. MOUNTED FIXED HI-DEF CAMERA: - 1

F2420 F2420_Table_Lamp: 60W - 120V 2

M0515 M0515-television_plasma: 50" 1

Grand total: 22
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ORGS1
OPERATING ROOM NOTES

A-102

GENERAL NOTES:
A. IF DOORS ARE AUTOMATIC, CONNECT TO EQUIPMENT BRANCH POWER.
B. LASER TREATMENTS MAY OCCUR IN THIS ROOM. PROVIDE APPROPRIATE COVERINGS FOR ALL GLAZED
OPENINGS. PROVIDE LOW TO NO REFLECTIVE FINISHES ON WALLS, FLOOR, CEILING, DOORS AND OTHER
OPENINGS. PROVIDE APPROPRIATE SIGNAGE AND SIGNAL WARNINGS AT EXTERIOR OF ALL DOORS TO
INDICATE WHEN LASER TREATMENTS ARE IN USE/ACTIVATED AND TO INDICATE THE NEED FOR EYE
PROTECTION.

KEY NOTES:
1. LOCATION AND QUANTITY OF A1130, NITROGEN CONTROL CABINETS, MAY VERY.
2. THESE CHASES ARE PROVIDED FOR THE LOW RETURN AIR. SIZE AND SHAPE MAY VERY.
3. PROVIDE VIEW WINDOW OVER THE SCRUB AREA LOCATION.
4. VARIABLE INTENSITY CONTROLLER SHALL BE INTEGRAL WITH M7485 AND M7490, SURGICAL LIGHTS.
LIGHTS REQUIRE BATTERY BACK-UP OR UPS.
5. WALL MOUNTED MONITORS.
6. COORDINATE LOCATIONS OF ELECTRICAL AND DATA OUTLETS WITH M1802, WALL MOUNTED, FOLD
DOWN COMPUTER.
7. SEE ELEVATION OF A1120M1, A1120M2 AND A1120M3 FOR UTILITIES.
8. 250V, 60A, 2P, 3 W RECEPTACLE FOR MOBILE FLUOROSCOPY UNIT OR LASER PHOTO COAGULATOR.
9. VISUAL TEMPERATURE AND HUMIDITY GAUGES, SENSORS AND VISUALGAUGES MAY BE COMBINED IN A
SINGLE UNIT. MOUNT TOP OF GAUGES AT 4'-6" OR 1370MM AFF.
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GENERAL NOTES:
A. FOR TYPICAL EQUIPMENT MOUNTING HEIGHTS SEE "TYPICAL   EQUIPMENT
MOUNTING HEIGHTS" DRAWINGS.
B. MIL-STD-1691 DATA CAN ONLY BE ACCESSED FROM THE EQUIPMENT PLAN.

KEY NOTES:
1. LOCATION AND QUANTITY OF A1130, NITROGEN CONTROL CABINETS, MAY VERY.
2. THESE CHASES ARE PROVIDED FOR THE LOW RETURN AIR. SIZE AND SHAPE MAY VERY.
3. PROVIDE VIEW WINDOW OVER THE SCRUB AREA LOCATION.
4. POWER PANEL. EACH POWER PANEL SHALL BE SERVED BY A DIFFERENT TRANSFER SWITCH. ELECTRICAL DESIGNER TO
COORDINATE WALL THICKNESS WITH PANEL DEPTH.
5. WALL MOUNTED MONITORS.
6. (NOT USED)
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GENERAL NOTES:
A. FOR TYPICAL EQUIPMENT MOUNTING HEIGHTS SEE "TYPICAL   EQUIPMENT MOUNTING
HEIGHTS" DRAWINGS.
B. MIL-STD-1691 DATA CAN ONLY BE ACCESSED FROM THE EQUIPMENT PLAN.

KEY NOTES:
1. LOCATION AND QUANTITY OF A1130, NITROGEN CONTROL CABINETS, MAY VERY.
2. THESE CHASES ARE PROVIDED FOR THE LOW RETURN AIR. SIZE AND SHAPE MAY VERY.
4. (NOT USED)
5. COORDINATE LOCATIONS OF ELECTRICAL AND DATA OUTLETS WITH M1802, WALL MOUNTED, FOLD DOWN
COMPUTER.
7. (NOT USED)
8. 250V, 60A, 2P, 3 W RECEPTACLE FOR MOBILE FLUOROSCOPY UNIT OR LASER PHOTO COAGULATOR.
9. VISUAL TEMPERATURE AND HUMIDITY GAUGES, SENSORS AND VISUALGAUGES MAY BE COMBINED IN A SINGLE
UNIT. MOUNT TOP OF GAUGES AT 4'-6" AFF.
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Equipment Schedule

JSN# Family Type Qty.

Categories Utilities

Army Navy A.F. 1 2 3 4 5 6

A1120 A1120-column_service_prefab_surgical_ceiling mounted eq boom 2

A1130 A1130-cabinet_control_nitrogen - 4 A B

A4015 A4015-clock_elapsed time_electric - 1 A A D

A5106 A5106-waste_disposal unit_sharps glove dispenser - 2 C

E0703 E0703-table_process_adj height_5 drawer_48w x 24d - 1 C

E0954 E0954-cart_emergency_mobile - 1 C

E0963 E0963-cart_general_storage_mobile - 2 C

F0355 F0355_stool12x16 - 1 C

F3050 F3050_Whiteboard_36x48 - 1 A

F3200 F3200_meq-clock-analog-generic generic 1 C

M0630 M0630-anesthesia_apparatus_3 gas Aestiva/5 1 C A G C

M0750 M0750-flowmeter_air_connect with 50 psi supply - 2 C K

M0755 M0755-flowmeter_oxygen_low flow - 3 C A

M0765 M0765(3)-regulator_vacuum - 7 C B

M1801 M1801-computer_microprocessing_FP 20 inch screen 1 C A

M1802M M1802M_Sharelink - 1 C A

M3070 M3070-hamper_linen_mobile_ with lid generic 1 C

M3072 M3072-frame_infectious waste bag with lid generic 1 C

M3175 M3175-electrosurgical unit_dual output - 1 C A

M4255 M4255-stand_iv_adjustable generic 3 C

M4266 M4266-pump_volumetric_infusion_multiple line 3 C A

M4280 M4280-pump_pneumatic stocking-cuff - 1 C A

M4285 M4285-pump_pneumatic tourniquet - 1 C A

M4815 M4815-hypo-hyperthermia unit_automatic-manual_mobile - 1 C A

M4816 M4816-warming unit_patient_automatic-manual_air bair hugger 505 1 C A

M4830 M4830-drill_surgical_air drive - 1

M5030 M5030-stool_surgeon_revolving - 2 C A

M7660 M7660-defibrillator-monitor-recorder_portable - 1 C A

M7845 M7845-monitor_physiological_bedside_4 channel - 1

M7905 M7905-oximeter_pulse generic 1 C A

M8551 M8551-light source_fiberoptic headlamp - 1 C A

M8606 M8606-endoscopy cart_fiberoptic_with video accessories - 1

M8800 M8800-cart_anesthesia - 1 C

M8810 M8810-stand_mayo - 3 C

M8825 M8825-table_instrument-dressing_crs - 1 C

M8830 M8830-table_instrument-dressing_mobile - 1 C

M8900 M8900(2)-carriage_pail_crs_without pail - 4 C

M8905 M8905(2)-pail_utility_crs_without carriage - 4 C

M8910 M8910-cart_surgical case - 1 C

M8920 M8920-stand_basin_crs_mobile_double - 1 C

M8925 M8925-stand_basin_crs_mobile_single - 1 C

M8940 M8940-stool_anesthesia_with back1 M8940-stool_anesthesia_with back 3

M8950 M8950-warmer_blood generic 2 C B

M8970 M8970-warmer_blood_high volume - 1 C B

M9080 M9080-table_operating_pedestal_5 section - 1 C A

U0004 U0004-mount_tilting_wall_plasma tv SmartMount ST650 2 C

U0016 U0016-harmonic scalpel - 1 C

U0017 U0017-electrosurgical_smoke evac unit - 1 C

U0019 U0019-roller_patient transfer - 1

U0022 U0022-panasonic 50fp - 2 C A

U0024 U0024-waste disposal-dock station dock 1 C

Grand total: 84
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ORGS1
OPERATING ROOM REFLECTED CEILING PLAN

AC-101

KEY NOTES:
1. PROVIDE BATTERY
BACK-UP BALLAST IN
LIGHT FIXTURES.
2. THESE CHASES
ARE PROVIDED FOR
THE LOW RETURN
AIR. SIZE AND SHAPE
MAY VARY.
3. PROVIDE ABOVE
CEILING ACCESS
PANELS.
4. VARIABLE
INTENSITY
CONTROLLER SHALL
BE INTEGRAL WITH
M7485 AND M7490,
SURGICAL LIGHTS.
5. SUPPLY AIR
DIFFUSERS
CENTERED ON THE
MIDDLE OF THE
ROOM AND
DIRECTLY OVER THE
SURGICAL TABLE.
DIFFUSERS TO MEET
REQUIRED MIN. 25
ACPH AT A FACE
VELOCITY OF 30
FPM. DIFFUSER
ARRAY TO BE
DETERMINED
DURING DESIGN.
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ORNS1
NEUROLOGICAL OPERATING ROOM NOTES

A-102

GENERAL NOTES:
A. IF DOORS ARE AUTOMATIC, CONNECT TO EQUIPMENT BRANCH POWER.
B. LASER TREATMENTS MAY OCCUR IN THIS ROOM. PROVIDE APPROPRIATE COVERINGS FOR ALL GLAZED
OPENINGS. PROVIDE LOW TO NO REFLECTIVE FINISHES ON WALLS, FLOOR, CEILING, DOORS AND OTHER
OPENINGS. PROVIDE APPROPRIATE SIGNAGE AND SIGNAL WARNINGS AT EXTERIOR OF ALL DOORS TO
INDICATE WHEN LASER TREATMENTS ARE IN USE/ACTIVATED AND TO INDICATE THE NEED FOR EYE
PROTECTION.

KEY NOTES:
1. LOCATION AND QUANTITY OF A1130, NITROGEN CONTROL CABINETS, MAY VERY.
2. THESE CHASES ARE PROVIDED FOR THE LOW RETURN AIR. SIZE AND SHAPE MAY VERY.
3. PROVIDE VIEW WINDOW OVER THE SCRUB AREA LOCATION.
4. VARIABLE INTENSITY CONTROLLER SHALL BE INTEGRAL WITH M7485 AND M7490, SURGICAL LIGHTS.
LIGHTS REQUIRE BATTERY BACK-UP OR UPS.
5. WALL MOUNTED MONITORS.
6. COORDINATE LOCATIONS OF ELECTRICAL AND DATA OUTLETS WITH M1802, WALL MOUNTED, FOLD
DOWN COMPUTER.
7. SEE ELEVATION OF A1120M1, A1120M2 AND A1120M3 FOR UTILITIES.
8. 250V, 60A, 2P, 3 W RECEPTACLE FOR MOBILE FLUOROSCOPY UNIT OR LASER PHOTO COAGULATOR.
9. VISUAL TEMPERATURE AND HUMIDITY GAUGES, SENSORS AND VISUALGAUGES MAY BE COMBINED IN A
SINGLE UNIT. MOUNT TOP OF GAUGES AT 4'-6" OR 1370MM AFF.
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GENERAL NOTES:
A. FOR TYPICAL EQUIPMENT MOUNTING HEIGHTS SEE "TYPICAL   EQUIPMENT
MOUNTING HEIGHTS" DRAWINGS.
B. MIL-STD-1691 DATA CAN ONLY BE ACCESSED FROM THE EQUIPMENT PLAN.

KEY NOTES:
1. LOCATION AND QUANTITY OF A1130, NITROGEN CONTROL CABINETS, MAY VERY.
2. THESE CHASES ARE PROVIDED FOR THE LOW RETURN AIR. SIZE AND SHAPE MAY VERY.
3. PROVIDE VIEW WINDOW OVER THE SCRUB AREA LOCATION.
4. POWER PANEL. EACH POWER PANEL SHALL BE SERVED BY A DIFFERENT TRANSFER SWITCH. ELECTRICAL DESIGNER
TO COORDINATE WALL THICKNESS WITH PANEL DEPTH.
5. WALL MOUNTED MONITORS.
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W
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E

EAST ELEV.

GENERAL NOTES:
A. FOR TYPICAL EQUIPMENT MOUNTING HEIGHTS SEE "TYPICAL   EQUIPMENT
MOUNTING HEIGHTS" DRAWINGS.
B. MIL-STD-1691 DATA CAN ONLY BE ACCESSED FROM THE EQUIPMENT PLAN.

KEY NOTES:
1. LOCATION AND QUANTITY OF A1130, NITROGEN CONTROL CABINETS, MAY VERY.
2. THESE CHASES ARE PROVIDED FOR THE LOW RETURN AIR. SIZE AND SHAPE MAY VERY.
4. POWER PANEL. EACH POWER PANEL SHALL BE SERVED BY A DIFFERENT TRANSFER SWITCH. ELECTRICAL DESIGNER TO
COORDINATE WALL THICKNESS WITH PANEL DEPTH.
5. COORDINATE LOCATIONS OF ELECTRICAL AND DATA OUTLETS WITH M1802, WALL MOUNTED, FOLD DOWN COMPUTER.
6. (NOT USED) 7. (NOT USED)
8. 250V, 60A, 2P, 3 W RECEPTACLE FOR MOBILE FLUOROSCOPY UNIT OR LASER PHOTO COAGULATOR.
9. VISUAL TEMPERATURE AND HUMIDITY GAUGES, SENSORS AND VISUALGAUGES MAY BE COMBINED IN A SINGLE UNIT. MOUNT
TOP OF GAUGES AT 4'-6" OR 1370MM AFF.
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ORNS1
NEUROLOGICAL OPERATING ROOM SCHEDULE

A-601

Equipment Schedule

JSN# Family Type Qty.

Categories Utilities

Army Navy A.F. 1 2 3 4 5 6

A1120 A1120-column_service_prefab_surgical_ceiling mounted - 2 A F G D

A1130 A1130-cabinet_control_nitrogen - 4 A B

A4015 A4015-clock_elapsed time_electric - 1 A A D

A5106 A5106-waste_disposal unit_sharps glove dispenser - 2 C

E0703 E0703-table_process_adj height_5 drawer_48w x 24d - 1 C

E0954 E0954-cart_emergency_mobile - 1 C

E0963 E0963-cart_general_storage_mobile - 3 C

F0355 F0355_stool_12x16 F0355_stool_12x16 2 C

F3050 F3050_Whiteboard_36x48 F3050_Whiteboard_36x48 1 A

F3200 F3200_meq-clock-analog-generic generic 1 C

M0630 M0630-anesthesia_apparatus_3 gas Aestiva/5 1 C A G C

M0750 M0750-flowmeter_air_connect with 50 psi supply - 2 C K

M0755 M0755-flowmeter_oxygen_low flow - 3 C A

M0765 M0765(3)-regulator_vacuum - 7 C B

M1801 M1801-computer_microprocessing_FP 20 inch screen 2 C A

M1802M M1802M_Sharelink - 1 C A

M3070 M3070-hamper_linen_mobile_ with lid generic 1 C

M3072 M3072-frame_infectious waste bag with lid generic 1 C

M3175 M3175-electrosurgical unit_dual output - 1 C A

M4255 M4255-stand_iv_adjustable generic 3 C

M4266 M4266-pump_volumetric_infusion_multiple line - 3 C A

M4280 M4280-pump_pneumatic stocking-cuff - 1 C A

M4285 M4285-pump_pneumatic tourniquet - 1 C A

M4815 M4815-hypo-hyperthermia unit_automatic-manual_mobile - 1 C A

M4816 M4816-warming unit_patient_automatic-manual_air bair hugger 505 1 C A

M4830 M4830-drill_surgical_air drive - 1 C D B

M5030 M5030-stool_surgeon_revolving - 2

M7660 M7660-defibrillator-monitor-recorder_portable - 1 C A

M7905 M7905-oximeter_pulse generic 1 C A

M8525 M8525-laser_surgical_CO2_mobile - 1

M8527 M8527-laser_surgical_KTP - 1

M8535 M8535-microscope_operation_portable - 1

M8551 M8551-light source_fiberoptic headlamp - 1 C A

M8606 M8606-endoscopy cart - 1 C A E

M8800 M8800-cart_anesthesia - 1 C

M8810 M8810-stand_mayo - 3 C

M8825 M8825-table_instrument-dressing_crs - 1 C

M8830 M8830-table_instrument-dressing_mobile - 1 C

M8900 M8900(2)-carriage_pail_crs_without pail - 4 C

M8905 M8905(2)-pail_utility_crs_without carriage - 4 C

M8910 M8910-cart_surgical case - 1 C

M8920 M8920-stand_basin_crs_mobile_double - 2 C

M8925 M8925-stand_basin_crs_mobile_single - 1 C

M8940 M8940-stool_anesthesia_with back - 3

M8950 M8950-warmer_blood generic 2 C B

M8970 M8970-warmer_blood_high volume - 1 C B

M9095 M9095-table_operating_remote control - 1

U0004 U0004-mount_tilting_wall_plasma tv SmartMount ST650 2 C A

U0016 U0016-harmonic scalpel - 1

U0017 U0017-electrosurgical_smoke evac unit - 1

U0019 U0019-roller_patient transfer - 1

U0022 U0022-panasonic 50fp - 2 C A

U0024 U0024-waste disposal-dock station dock 1 C

Grand total: 90
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ORNS1
NEUROLOGICAL OPERATING ROOM REF. CEILING

AC-101

KEY NOTES:
1. PROVIDE BATTERY
BACK-UP BALLAST IN
LIGHT FIXTURES.
2. THESE CHASES
ARE PROVIDED FOR
THE LOW RETURN
AIR. SIZE AND SHAPE
MAY VARY.
3. PROVIDE ABOVE
CEILING ACCESS
PANELS.
4. VARIABLE
INTENSITY
CONTROLLER SHALL
BE INTEGRAL WITH
M7485 AND M7490,
SURGICAL LIGHTS.
5. SUPPLY AIR
DIFFUSERS
CENTERED ON THE
MIDDLE OF THE
ROOM AND
DIRECTLY OVER THE
SURGICAL TABLE.
DIFFUSERS TO MEET
REQUIRED MIN. 25
ACPH AT A FACE
VELOCITY OF 30
FPM. DIFFUSER
ARRAY TO BE
DETERMINED
DURING DESIGN.
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OROS1
ORTHO OPERATING ROOM NOTES

A-102

GENERAL NOTES:
A. IF DOORS ARE AUTOMATIC, CONNECT TO EQUIPMENT BRANCH POWER.
B. LASER TREATMENTS MAY OCCUR IN THIS ROOM. PROVIDE APPROPRIATE COVERINGS FOR ALL GLAZED
OPENINGS. PROVIDE LOW TO NO REFLECTIVE FINISHES ON WALLS, FLOOR, CEILING, DOORS AND OTHER
OPENINGS. PROVIDE APPROPRIATE SIGNAGE AND SIGNAL WARNINGS AT EXTERIOR OF ALL DOORS TO
INDICATE WHEN LASER TREATMENTS ARE IN USE/ACTIVATED AND TO INDICATE THE NEED FOR EYE
PROTECTION.

KEY NOTES:
1. LOCATION AND QUANTITY OF A1130, NITROGEN CONTROL CABINETS, MAY VERY.
2. THESE CHASES ARE PROVIDED FOR THE LOW RETURN AIR. SIZE AND SHAPE MAY VERY.
3. PROVIDE VIEW WINDOW OVER THE SCRUB AREA LOCATION.
4. VARIABLE INTENSITY CONTROLLER SHALL BE INTEGRAL WITH M7485 AND M7490, SURGICAL LIGHTS.
LIGHTS REQUIRE BATTERY BACK-UP OR UPS.
5. WALL MOUNTED MONITORS.
6. COORDINATE LOCATIONS OF ELECTRICAL AND DATA OUTLETS WITH M1802, WALL MOUNTED, FOLD
DOWN COMPUTER.
7. SEE ELEVATION OF A1120M1, A1120M2 AND A1120M3 FOR UTILITIES.
8. 250V, 60A, 2P, 3 W RECEPTACLE FOR MOBILE FLUOROSCOPY UNIT OR LASER PHOTO COAGULATOR.
9. VISUAL TEMPERATURE AND HUMIDITY GAUGES, SENSORS AND VISUALGAUGES MAY BE COMBINED IN A
SINGLE UNIT. MOUNT TOP OF GAUGES AT 4'-6" AFF.
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OROS1
ORTHO OPERATING ROOM INTERIOR ELEVATIONS

A-401
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N

NORTH ELEV.
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GENERAL NOTES:
A. FOR TYPICAL EQUIPMENT MOUNTING HEIGHTS SEE "TYPICAL   EQUIPMENT MOUNTING HEIGHTS" DRAWINGS.
B. MIL-STD-1691 DATA CAN ONLY BE ACCESSED FROM THE EQUIPMENT PLAN.

KEY NOTES:
1. LOCATION AND QUANTITY OF A1130, NITROGEN CONTROL CABINETS, MAY VERY.
2. THESE CHASES ARE PROVIDED FOR THE LOW RETURN AIR. SIZE AND SHAPE MAY VERY.
3. PROVIDE VIEW WINDOW OVER THE SCRUB AREA LOCATION.
4. POWER PANEL. EACH POWER PANEL SHALL BE SERVED BY A DIFFERENT TRANSFER SWITCH. ELECTRICAL DESIGNER
TO COORDINATE WALL THICKNESS WITH PANEL DEPTH.
5. WALL MOUNTED MONITORS.
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GENERAL NOTES:
A. FOR TYPICAL EQUIPMENT MOUNTING HEIGHTS SEE "TYPICAL   EQUIPMENT MOUNTING HEIGHTS"
DRAWINGS.
B. MIL-STD-1691 DATA CAN ONLY BE ACCESSED FROM THE EQUIPMENT PLAN.

KEY NOTES:
1. LOCATION AND QUANTITY OF A1130, NITROGEN CONTROL CABINETS, MAY VERY.
2. THESE CHASES ARE PROVIDED FOR THE LOW RETURN AIR. SIZE AND SHAPE MAY VERY.
4. POWER PANEL. EACH POWER PANEL SHALL BE SERVED BY A DIFFERENT TRANSFER SWITCH. ELECTRICAL DESIGNER
TO COORDINATE WALL THICKNESS WITH PANEL DEPTH.
5. COORDINATE LOCATIONS OF ELECTRICAL AND DATA OUTLETS WITH M1802, WALL MOUNTED, FOLD DOWN COMPUTER.
6. (NOT USED) 7. (NOT USED)
8. 250V, 60A, 2P, 3 W RECEPTACLE FOR MOBILE FLUOROSCOPY UNIT OR LASER PHOTO COAGULATOR.
9. VISUAL TEMPERATURE AND HUMIDITY GAUGES, SENSORS AND VISUALGAUGES MAY BE COMBINED IN A SINGLE UNIT.
MOUNT TOP OF GAUGES AT 4'-6" AFF.
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OROS1
ORTHO OPERATING ROOM SCHEDULE

A-601

Equipment Schedule

JSN# Family Type Qty.

Categories Utilities

Army Navy A.F. 1 2 3 4 5 6

A1120 A1120-column_service_prefab_surgical_ceiling mounted - 2 A F G D

A1130 A1130-cabinet_control_nitrogen - 4 A B

A4015 A4015-clock_elapsed time_electric - 1 A A D

A5106 A5106-waste_disposal unit_sharps glove dispenser - 2 C

E0703 E0703-table_process_adj height_5 drawer_48w x 24d - 1 C

E0954 E0954-cart_emergency_mobile - 1 C

E0963 E0963-cart_general_storage_mobile - 3 C

F0275 F0275_high back task with arms - 1 C

F0355 F0355_stool_12x16 - 2 C

F3050 F3050_Whiteboard_36x48 - 2 A

F3200 F3200_meq-clock-analog-generic generic 1 C

M0515 M0515-television_plasma 50" 1

M0630 M0630-anesthesia_apparatus_3 gas Aestiva/5 1 C A G C

M0750 M0750-flowmeter_air_connect with 50 psi supply - 2 C K

M0755 M0755-flowmeter_oxygen_low flow - 3 C A

M0765 M0765(3)-regulator_vacuum - 7 C B

M1801 M1801-computer_microprocessing_FP 20 inch screen 1 C A

M1802M M1802M_Sharelink - 1 C A

M3070 M3070-hamper_linen_mobile_ with lid generic 1 C

M3072 M3072-frame_infectious waste bag with lid generic 1 C

M3175 M3175-electrosurgical unit_dual output - 1 C A

M4255 M4255-stand_iv_adjustable generic 3 C

M4266 M4266-pump_volumetric_infusion_multiple line - 3 C A

M4280 M4280-pump_pneumatic stocking-cuff - 1 C A

M4285 M4285-pump_pneumatic tourniquet - 1 C A

M4815 M4815-hypo-hyperthermia unit_automatic-manual_mobile - 1 C A

M4816 M4816-warming unit_patient_automatic-manual_air bair hugger 505 1 C A

M4830 M4830-drill_surgical_air drive - 1 C D B

M5030 M5030-stool_surgeon_revolving - 2

M7660 M7660-defibrillator-moniotr-recorder_portable - 1 C A

M7845 M7845-monitor_physiological_bedside_4 channel - 1 A

M7905 M7905-oximeter_pulse generic 1 C A

M8551 M8551-light source_fiberoptic headlamp - 3 C A

M8606 M8606-endoscopy cart - 1 C A E

M8800 M8800-cart_anesthesia - 1 C

M8810 M8810-stand_mayo - 3 C

M8825 M8825-table_instrument-dressing_crs - 1 C

M8830 M8830-table_instrument-dressing_mobile - 1 C

M8900 M8900(2)-carriage_pail_crs_without pail - 4 C

M8905 M8905(2)-pail_utility_crs_without carriage - 4 C

M8910 M8910-cart_surgical case - 1 C

M8920 M8920-stand_basin_crs_mobile_double - 2 C

M8925 M8925-stand_basin_crs_mobile_single - 1 C

M8940 M8940-stool_anesthesia_with back - 3

M8950 M8950-warmer_blood generic 2 C B

M8970 M8970-warmer_blood_high volume - 1 C B

M9080 M9080-table_operating_pedestal_5 section - 1 C

U0004 U0004-mount_tilting_wall_plasma tv SmartMount ST650 2 C A

U0016 U0016-harmonic scalpel - 1

U0017 U0017-electrosurgical_smoke evac unit - 1

U0019 U0019-roller_patient transfer - 1

U0022 U0022-panasonic 50fp - 2 C A

U0024 U0024-waste disposal-dock station - 1 C

Grand total: 92
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OROS1
ORTHO OPERATING ROOM REFLECTED CEILING

AC-101

KEY NOTES:
1. PROVIDE BATTERY
BACK-UP BALLAST IN
LIGHT FIXTURES.
2. THESE CHASES
ARE PROVIDED FOR
THE LOW RETURN
AIR. SIZE AND SHAPE
MAY VARY.
3. PROVIDE ABOVE
CEILING ACCESS
PANELS.
4. VARIABLE
INTENSITY
CONTROLLER SHALL
BE INTEGRAL WITH
M7485 AND M7490,
SURGICAL LIGHTS.
5. SUPPLY AIR
DIFFUSERS
CENTERED ON THE
MIDDLE OF THE
ROOM AND
DIRECTLY OVER THE
SURGICAL TABLE.
DIFFUSERS TO MEET
REQUIRED MIN. 25
ACPH AT A FACE
VELOCITY OF 30
FPM. DIFFUSER
ARRAY TO BE
DETERMINED
DURING DESIGN.
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ORPP1
PATIENT PREP PLAN

A-101

KEY NOTES:
1. MOUNT A5145, HOOK, AT 4'-0" OR
1200MM AFF. OR AT 5'-0" OR
1500MM AFF. SEE ELEVATIONS
2. SEE ELEVATION A1107, UTILITY
RAIL SYSTEM, FOR UTILITIES.
3. PROVIDE AT LEAST ONE
HANDWASHING FACILITY OR ONE
FOR EVERY THIRD PATIENT PREP
MODULE. P3200, UITR ELECTRONIC
LAVATORY, MAY BE USED INSTEAD
OF THE P3100, LAVATORY. FOR
THE P3200, PROVIDE EITHER A
BATTERY POWER OR HARD WIRED
CONNECTION.
4. M7845, BEDSIDE
PHYSIOLOGICAL MONITOR, MAY BE
CONNECTED TO A M7850, CENTRAL
PHYSIOLOGICAL MONITOR.

ORPP1 9.59 m²
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PATIENT PREP INTERIOR ELEVATIONS

A-401

GENERAL NOTES:
1. FOR TYPICAL EQUIPMENT MOUNTING HEIGHTS SEE "TYPICAL EQUIPMENT MOUNTING HEIGHTS" DRAWING.
2. MIL-STD-1691 DATA CAN ONLY BE ACCESSED FROM THE EQUIPMENT PLAN.
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KEY NOTES:
1. MOUNT A5145, HOOK, AT 4'-0" OR 1200MM AFF. OR AT 5'-0" OR 1500MM AFF. SEE ELEVATIONS
2. VACUUM SLIDE.
3. PROVIDE AT LEAST ONE HANDWASHING FACILITY OR ONE FOR EVERY THIRD RECOVERY MODULE. P3200, ELECTRONIC
LAVATORY, MAY BE USED INSTEAD OF P3100, LAVATORY. fOR P3200, PROVIDE EITHER BATTERY POWER OR HARD WIRED
CONNECTION.
4. UTILITY RAIL SYSTEM, FOR UTILITIES.
5. SWITCH CONTROLS CEILING MOUNTED FLUORESCENT LIGHT FIXTURE.
6. CODE BLUE.
7. TONE/VISUAL OR AUDIO VISUAL PATIENT STATION.
8. TWO MOMENTARY CONTACT TOGGLE SWITCHES FOR CONTROL OF UP/DOWN LIGHT FIXTURE M7435.
9. M7845, BEDSIDE PHYSIOLOGICAL MONITOR, MAY BE CONNECTED TO A M7850, CENTRAL PHYSIOLOGICAL MONITOR.
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PATIENT PREP ROOM INTERIOR ELEVATIONS
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S

SOUTH ELEV. SINK

KEY NOTES:
3. PROVIDE AT LEAST ONE HANDWASHING FACILITY OR ONE FOR EVERY THIRD
RECOVERY MODULE. P3200, ELECTRONIC LAVATORY, MAY BE USED INSTEAD OF P3100,
LAVATORY. fOR P3200, PROVIDE EITHER BATTERY POWER OR HARD WIRED
CONNECTION.
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Equipment Schedule

JSN# Family Type Qty.

Categories Utilities

Army Navy A.F. 1 2 3 4 5 6

A1066 A1066_mirror_36x18 Frame_Aluminum 314P Powder Bronze 1

A1107 A1107-rail system_utility_gas and
electric1

- 1 A F G A

A5075 A5075_Soap_Dispenser_3270 - 1 C

A5075-HS A5075_Hand_Sanitizer Hand Sanitzer 1 C

A5080 A5080_paper_towel_holder_-_folded_she
ets_96

- 1 A

A5106 A5106-waste_disposal unit_sharps glove
dispenser

- 1 C

A5145 A5145_t_a-robe hook TA-1A 1 A

A5180 Cubicle Curtain Track1 Cubicle Curtain Track 1 A

E0948 E0948-cart_general_storage_mobile 42"H x 32"W x 22"D 1 C

F0210 F0210_side chair armless Bege 1 C

F0340 F0340_doctor's stool - 1 C

F2000M F2000_wastebasket - 1 C

F2010 F2010_step on wastebasket M3072_small 1

F3200 F3200_meq-clock-analog-generic generic 1 C

M0750 M0750-flowmeter_air_connect with 50 psi
supply

- 1 C K

M0755 M0755-flowmeter_oxygen_low flow - 1 C A

M0765 M0765-regulator_vacuum - 1 C B

M3072M M3072M_small_red_trash M3072_small 1

M4100 M4100-sphygmomanometer_aneroid_wall
mounted1

- 1 C

M4116 M4116-monitor_vital signs generic 1 C A

M4200 M4200-ophthalmoscope_wall mounted1 Wall Mount 1 C A

M4255 M4255-stand_iv_adjustable generic 1 C

M4266 M4266-pump_volumetric_infusion_multipl
e line1

- 1 C A

M4665 M4665-stretcher_recovery_surgical generic 1 C

M7040 M7040-table_overbed - 1 C

M7405 M7405_placeholder_Troffer Light - Lens M7405 Light, Exam, Clg Mtd 1

M7435 M7435-light_overbed_direct and indirect 4'-0" Length 1 C A

M7845 M7845-monitor_physiological_bedside_4
channel

- 1 C A D

M7905 M7905-oximeter_pulse generic 1 C A

M8810 M8810-stand_mayo - 1 C

P3100 P3100_Lucerne Wall-Mount Sink - 1 A D

Grand total: 31
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NOTES:
1. LIGHTING CIRCUIT FOR SWITCH a TO BE ON OCCUPANCY SENSOR.
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TREATMENT CUBICLE PLAN
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KEY NOTES:
1. MOUNT A5145, HOOK, AT 4'-0" OR 1200MM AFF. OR AT 5'-0" OR 1500MM AFF. SEE
ELEVATIONS
2. WING WALLS MAY BE USED INSTEAD OF A5180, CURTAIN, TO PROVIDE SEPARATION
BETWEEN CUBICLES.

PTTC1 10.08 m²
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KEY NOTES:
1. MOUNT A5145, HOOK, AT 4'-0" OR 1200MM AFF. OR AT 5'-0" OR 1500MM AFF. SEE ELEVATIONS
2. WING WALLS MAY BE USED INSTEAD OF A5180, CURTAIN, TO PROVIDE SEPARATION BETWEEN CUBICLES.

GENERAL NOTES:
A. FOR TYPICAL EQUIPMENT MOUNTING HEIGHTS SEE "TYPICAL EQUIPMENT MOUNTING HEIGHTS" DRAWING.
B. MIL-STD-1691 DATA CAN ONLY BE ACCESSED FROM THE EQUIPMENT PLAN.
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Equipment Schedule

JSN# Family Type Qty.

Categories Utilities

Army Navy A.F. 1 2 3 4 5 6

A5145 A5145_t_a-robe hook TA-1A 1 A

A5180 Cubicle Curtain Track 2 A

E0933 E0933_HermanMiller_JSN_LockerTypical - 1 C

E0948 E0948-cart_general_storage_mobile 42"H x 32"W x 22"D 1 C

F0210 F0210_side chair armless Branco 1

F0340 F0340_doctor's stool - 1 C

F0355 F0355_stool_12x16 - 1 C

F2010 F2010_step on wastebasket M3072_small 1

M1620 M1620-holder_chart_patient_wall mtd_ - 1 C

M8200 M8200-ultrsonic treatment unit - 1 A A

M8320 M8320-table_treatment_hi-lo - 1 C

Grand total: 12
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PHASE II RECOVERY PLAN
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NOTES:
1. PROVIDE M8755, LOW PRESSURE,
LOW VOLUME ASPIRATOR, IN THE
VICINITY OF THE RECOVERY ROOM.

KEY NOTES:
1. MOUNT A5145, HOOK, AT 4'-0" OR
1200MM AFF. OR AT 5'-0" OR 1500MM
AFF. SEE ELEVATIONS
2. VERIFY WITH USER THE USE OF
F0265, CHAIR, VERSES M4665,
STRETCHER.
3. SEE ELEVATION OF A1107,
UTILITY RAIL SYSTEM, FOR
UTILITIES.
4. PROVIDE AT LEAST ONE
HANDWASHING FACILITY OR ONE
FOR EVERY THIRD RECOVERY
MODULE. P3200, UITR ELECTRONIC
LAVATORY, MAY BE USED INSTEAD
OF THE P3100, LAVATORY. FOR THE
P3200, PROVIDE EITHER A BATTERY
POWER OR HARD WIRED
CONNECTION.

RROP1 9.73 m²
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KEY NOTES:
1. MOUNT A5145, HOOK, AT 4'-0" OR 1200MM AFF. OR AT 5'-0" OR 1500MM AFF. SEE ELEVATIONS
2. VACUUM SLIDE.
3. (NOT USED)
4. UTILITY RAIL SYSTEM, FOR UTILITIES.
5. SWITCH CONTROLS CEILING MOUNTED FLUORESCENT LIGHT FIXTURE.
6. CODE BLUE.
7. TONE/VISUAL OR AUDIO VISUAL PATIENT STATION.
8. TWO MOMENTARY CONTACT TOGGLE SWITCHES FOR CONTROL OF UP/DOWN LIGHT FIXTURE M7435.

GENERAL NOTES:
A. FOR TYPICAL EQUIPMENT MOUNTING HEIGHTS SEE "TYPICAL EQUIPMENT
MOUNTING HEIGHTS" DRAWING.
B. MIL-STD-1691 DATA CAN ONLY BE ACCESSED FROM THE EQUIPMENT PLAN.
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PHASE II RECOVERY INTERIOR ELEVATIONS

A-402

 1 : 50
S
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KEY NOTES:
4. PROVIDE AT LEAST ONE HANDWASHING FACILITY OR ONE FOR EVERY THIRD
RECOVERY MODULE. P3200, ELECTRONIC LAVATORY, MAY BE USED INSTEAD OF
P3100, LAVATORY. fOR P3200, PROVIDE EITHER BATTERY POWER OR HARD WIRED
CONNECTION.

GENERAL NOTES:
A. FOR TYPICAL EQUIPMENT MOUNTING HEIGHTS SEE "TYPICAL EQUIPMENT
MOUNTING HEIGHTS" DRAWING.
B. MIL-STD-1691 DATA CAN ONLY BE ACCESSED FROM THE EQUIPMENT PLAN.
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Equipment Schedule

JSN# Family and Type Qty.

Categories Utilities

Army Navy A.F. 1 2 3 4 5 6

A1107 A1107-rail system_utility_gas and electric: - 1 A F G A

A1132 A1132-rail_accessory_mounting: - 1 C

A5075 A5075_Soap_Dispenser_3270: - 1 C

A5075-HS A5075_Hand_Sanitizer: Hand Sanitzer 1 C

A5080 A5080_paper_towel_holder_-_folded_sheets_96: - 1 A

A5106 A5106-waste_disposal unit_sharps glove dispenser: - 1 C

A5145 A5145_t_a-robe hook: TA-1B 1

A5180 Cubicle Curtain: Cubicle Curtain Track 1 A

E0948 E0948-cart_general_storage_mobile: 42"H x 32"W x 22"D 1 C

F0210 F0210_side chair armless: Bege 1 C

F0265 F0265_patient recliner: - 1 C

F0340 F0340_doctor's stool: - 1 C

F2000M F2000_wastebasket: - 1 C

F3200 F3200_meq-clock-analog-generic: generic 1 C

M0750 M0750-flowmeter_air_connect with 50 psi supply: - 1 C K

M0755 M0755-flowmeter_oxygen_low flow: - 3 C A

M0765 M0765-regulator_vacuum: - 3 C B

M3072 M3072-frame_infectious waste bag with lid: generic 1 C

M4100 M4100-sphygmomanometer_aneroid_wall mounted: RAIL mounted 1 C

M4116 M4116-monitor_vital signs: generic 1 C C

M4200 M4200-ophthalmoscope_wall mounted: RAIL Mounted 1

M4250 M4250-pump_syringe_infusion: - 1

M4255 M4255-stand_iv_adjustable: generic 1 C

M4266 M4266-pump_volumetric_infusion_multiple line: - 1 C A

M4665 M4665-stretcher_recovery_surgical: generic 1 C

M7040 M7040-table_overbed: - 1 C

M7405 M7405_placeholder_Troffer Light - Lens: M7405 Light, Exam, Clg Mtd 1

M7435 M7435-light_overbed_direct and indirect: 4'-0" Length 1 C A

M7845 M7845-monitor_physiological_bedside_4 channel: - 1 C A D

M7905 M7905-oximeter_pulse: generic 1 C A

M8810 M8810-stand_mayo: - 1 C

P3100 P3100_Lucerne Wall-Mount Sink: - 1 A D

Grand total: 36
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KEY NOTES:
1. LIGHTING CIRCUIT FOR SWITCH a TO BE ON OCCUPANCY
SENSOR.



NC
CB

NC
BI

NC
P

a

LIMLIM

NC
DL

ba

A-401W

N

E

10.22 m²

PHASE I
RECOVERY

RRSS1

S

F0210

E0948

A5106

F3200

F0340

A1132

F2000M

M8810

M7845

M4665

M4266

M4250

M7040

M4100
M0750
M0755

M0765

A5180

P3100

A5080

A-402

S

(3)

M4200

A5075

A5075-HS

M4116

2

A5145 1

2
9
1
0

3350

M3072M

F2010

0 10m521

ROOM NAME:

PROJECT NAME: DATE:

Medical Templates (Metric)094091-124689

ROOM CODE: SHEET:SCALE:

PROJECT NUMBER:

02-08-2010

REV. DATE:

J:\094091-FTBL\124689-DOD\RVT\Metric\RRSS1-m.rvt

 1 : 50

RRSS1
PHASE I RECOVERY PLAN

A-101

KEY NOTES:
1. MOUNT A5145, HOOK, AT 4'-0" OR 1200MM
AFF. OR AT 5'-0" OR 1500MM AFF. SEE
ELEVATIONS
2. PROVIDE AT LEAST ONE HANDWASHING
FACILITY OR ONE FOR EVERY THIRD RECOVERY
MODULE. P3200, UITR ELECTRONIC LAVATORY,
MAY BE USED INSTEAD OF THE P3100,
LAVATORY. FOR THE P3200, PROVIDE EITHER A
BATTERY POWER OR HARD WIRED
CONNECTION.

GENERAL NOTES:
A. PROVIDE M8755, LOW PRESSURE, LOW
VOLUME ASPIRATOR, IN THE VICINITY OF THE
RECOVERY ROOM.

RRSS1 10.22 m²
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KEY NOTES:
1. MOUNT A5145, HOOK, AT 4'-0" OR 1200MM AFF. OR AT 5'-0" OR 1500MM AFF. SEE ELEVATIONS
2. PROVIDE AT LEAST ONE HANDWASHING FACILITY OR ONE FOR EVERY THIRD RECOVERY MODULE. P3200,
ELECTRONIC LAVATORY, MAY BE USED INSTEAD OF P3100, LAVATORY. fOR P3200, PROVIDE EITHER BATTERY POWER
OR HARD WIRED CONNECTION.
3. VACUUM SLIDE.
4. UTILITY RAIL SYSTEM, FOR UTILITIES.
5. SWITCH CONTROLS CEILING MOUNTED FLUORESCENT LIGHT FIXTURE.
6. CODE BLUE.
7. TONE/VISUAL OR AUDIO VISUAL PATIENT STATION.
8. TWO MOMENTARY CONTACT TOGGLE SWITCHES FOR CONTROL OF UP/DOWN LIGHT FIXTURE M7435.

GENERAL NOTES:
A. FOR TYPICAL EQUIPMENT MOUNTING HEIGHTS SEE "TYPICAL EQUIPMENT
MOUNTING HEIGHTS" DRAWING.
B. MIL-STD-1691 DATA CAN ONLY BE ACCESSED FROM THE EQUIPMENT PLAN.
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KEY NOTES:
2. PROVIDE AT LEAST ONE HANDWASHING FACILITY OR ONE
FOR EVERY THIRD RECOVERY MODULE. P3200, ELECTRONIC
LAVATORY, MAY BE USED INSTEAD OF P3100, LAVATORY. fOR
P3200, PROVIDE EITHER BATTERY POWER OR HARD WIRED
CONNECTION.
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Equipment Schedule

JSN# Family Type Qty.

Categories Utilities

Army Navy A.F. 1 2 3 4 5 6

A1107 A1107-rail system_utility_gas and electric - 1 A F G A

A1132 A1132-rail_accessory_mounting - 1 C

A5075 A5075_Soap_Dispenser - 1 C

A5075-HS A5075_Hand_Sanitizer Hand Sanitzer 1 C

A5080 A5080_paper_towel_holder_-_folded_sheets_96 - 1 A

A5106 A5106-waste_disposal unit_sharps glove dispenser - 1 C

A5145 A5145_t_a-robe hook TA-1B 1 A

A5180 Cubicle Curtain Track 2 A

E0948 E0948-cart_general_storage_mobile 42"H x 32"W x 22"D 1 C

F0210 F0210_side chair armless Branco 1 C

F0340 F0340_doctor's stool - 1 C

F2000M F2000_wastebasket - 1 C

F2010 F2010_step on wastebasket M3072_small 1

F3200 F3200_meq-clock-analog-generic generic 1 C

M0750 M0750-flowmeter_air_connect with 50 psi supply - 1 C K

M0755 M0755-flowmeter_oxygen_low flow - 1 C A

M0765 M0765-regulator_vacuum - 3 C B

M3072M M3072M_small_red_trash M3072_small 1

M4100 M4100-sphygmomanometer_aneroid_wall mounted RAIL Mounted 1 C

M4116 M4116-monitor_vital signs generic 1 C A

M4200 M4200-ophthalmoscope_wall mounted RAIL Mounted 1 C A

M4250 M4250-pump_syringe_infusion - 1 C

M4266 M4266-pump_volumetric_infusion_multiple line1 - 1 C A

M4665 M4665-stretcher_recovery_surgical generic 1 C

M7040 M7040-table_overbed - 1 C

M7405 M7405_placeholder_Troffer Light - Lens M7405 Light, Exam, Clg Mtd 1

M7435 M7435-light_overbed_direct and indirect 4'-0" Length 1

M7845 M7845-monitor_physiological_bedside_4 channel - 1 C A D

M7905 M7905-oximeter_pulse generic 1

M8810 M8810-stand_mayo - 1 C

P3100 P3100_Lucerne Wall-Mount Sink - 1 A D

Grand total: 34
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NOTES:
1. LIGHTING CIRCUIT FOR SWITCH a TO BE ON OCCUPANCY
SENSOR.
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A-101

KEY NOTES:
1. MOUNT A5145, HOOK, AT 4'-0" OR 1200MM AFF. OR AT 5'-0" OR 1500MM AFF. SEE
ELEVATIONS
2. COORDINATE LOCATION OF M1620, PATIENT CHART HOLDER, AND ROOM SIGNAGE.
3. COORDINATE LOCATIONS OF ELECTRICAL AND DATA OUTLETS WITH M1802, WALL
MOUNTED, FOLD DOWN COMPUTER.
4. LENGTH OF E1500, WALL MOUNTED RAIL, TO BE DETERMINED BY
MANUFACTURER/INSTALLER.

GENERAL NOTE:
A. UTILITIES AND DEVICES ARE FOR CLINIC/HOSPITAL WITH AN ALTERNATIVE POWER
SOURCE.

TREE1 24.6 m²
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KEY NOTES:
1. MOUNT A5145, HOOK, AT 4'-0" OR 1200MM AFF. OR AT 5'-0" OR 1500MM AFF. SEE ELEVATIONS
2. VACUUM SLIDE.
3. COORDINATE LOCATIONS OF ELECTRICAL AND DATA OUTLETS WITH M1802, WALL MOUNTED, FOLD DOWN
COMPUTER.
4. LENGTH OF E1500, WALL MOUNTED RAIL, TO BE DETERMINED BY MANUFACTURER/INSTALLER.

GENERAL NOTES:
A. FOR TYPICAL EQUIPMENT MOUNTING HEIGHTS SEE "TYPICAL
EQUIPMENT MOUNTING HEIGHTS" DRAWINGS.
B. MIL-STD-1691 DATA CAN ONLY BE ACCESSED FROM THE EQUIPMENT
PLAN.
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GENERAL NOTES:
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B. MIL-STD-1691 DATA CAN ONLY BE ACCESSED FROM THE EQUIPMENT
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Equipment Schedule

JSN# Family and Type Qty.

Categories Utilities

Army Navy A.F. 1 2 3 4 5 6

A1132 A1132-rail_accessory_mounting: - 1 C

A5075 A5075_Soap_Dispenser_3270: - 1 C

A5075-HS A5075_Hand_Sanitizer: Hand Sanitzer 1 A

A5080 A5080_paper_towel_holder_-_folded_sheets_96: - 1 A

A5106 A5106-waste_disposal unit_sharps glove dispenser: - 1 C

A5145 A5145_t_a-robe hook: TA-1B 2 A

C03F0 C03F0 Cabinet Base 1SH 2 DR_ADA: 36W 2 A

C03P0 C03P0 Cabinet Sink Panel_ADA: 30W 1 A

CE030 CE030 Cabinet Wall 2SH 2GDO: 30W 2 A

CS150 CS150 Sink, SS, Single Compartment: 22" X 22" 1 A D

CT030 CT030 Countertop w_Backsplash Straight: 24"D x 102"W 1 A

E0906 E0906 HermanMiller_JSN_Locker: - 1 C

E0912 E0912 HermanMiller_JSN_LockerTypical: E0912 1 C

E0918 E0918 HermanMiller_JSN_Endo Locker: 72”H x 20”D x 22”W 2 C

E0954 E0954-cart_emergency_mobile: - 1 C

E1500 E1500 HermanMiller_StandardRail: 12' W 1 C

F0210 F0210_side chair armless: Branco 1 C

F0340 F0340_doctor's stool: - 1 C

F0355 F0355_stool_12x16: - 1 C

F2000M F2000_wastebasket: - 1 C

F2010 F2010_step on wastebasket: M3072_small 1

F3200 F3200_meq-clock-analog-generic: generic 1 C

M0750 M0750-flowmeter_air_connect with 50 psi supply: - 1 C K

M0755 M0755-flowmeter_oxygen_low flow: - 1 C A

M0765 M0765-regulator_vacuum: - 2 C B

M1620 M1620-holder_chart_patient_wall mtd_: - 1 A

M1801 M1801_Monitor_7061: 20 inch screen 1 C C

M1802M M1802M_Sharelink: - 1 C

M3072M M3072M_small_red_trash: M3072_small 1

M3175 M3175-electrosurgical unit_dual output: - 1 C A

M4116 M4116-monitor_vital signs: generic 1 C A

M4255 M4255-stand_iv_adjustable: generic 1 C

M4266 M4266-pump_volumetric_infusion_multiple line: - 1 C A

M4655 M4655-stretcher_mobile_crs_9 position: - 1 C

M7470 M7470-light_surgical_ceiling_single_small: - 1 E F

M7905 M7905-oximeter_pulse: generic 1 C A

M8607 M8607-endoscopy cart_fiberoptic_with video_ info mgmt: - 1 C A E

M8810 M8810-stand_mayo: - 1 C

M8830 M8830-table_instrument-dressing_mobile: - 1 C

M8900 M8900-carriage_pail_crs_without pail: - 1 C

M8905 M8905-pail_utility_crs_without carriage: - 1 C

Grand total: 46
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NOTES:
1. LIGHTING CIRCUIT FOR SWITCH a TO BE ON OCCUPANCY SENSOR.
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KEY NOTES:
1. MOUNT A5145, HOOK, AT 4'-0" OR 1200MM AFF. OR AT 5'-0" OR 1500MM AFF. SEE
ELEVATIONS
2. COORDINATE LOCATION OF M1620, PATIENT CHART HOLDER, AND ROOM SIGNAGE.
3. GENERATOR FOR X5430, MAMMOGRAPHIC RADIOGRAPHIC UNIT.
4. CONTROL CONSOLE AND SHIELD FOR X5430, MAMMOGRAPHIC RADIOGRAPHIC UNIT.
5. EDM TOWER FOR X5430, MAMMOGRAPHIC RADIOGRAPHIC UNIT.

XDMO1 11.13 m²
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KEY NOTES:
1. MOUNT A5145, HOOK, AT 4'-0" OR 1200MM AFF. OR AT 5'-0" OR 1500MM AFF. SEE ELEVATIONS
2. P3200, UITR ELECTRONIC LAVATORY, MAY BE USED INSTEAD OF P3100, LAVATORY. FOR THE P3200, PROVIDE
EITHER BATTERY POWER OR HARD WIRED CONNECTION.

GENERAL NOTES:
A. FOR TYPICAL EQUIPMENT MOUNTING HEIGHTS SEE "TYPICAL EQUIPMENT MOUNTING HEIGHTS" DRAWING.
B. MIL-STD-1691 DATA CAN ONLY BE ACCESSED FROM THE EQUIPMENT PLAN.
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XDMO1
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Equipment Schedule

JSN# Family Type Qty.

Categories Utilities

Army Navy A.F. 1 2 3 4 5 6

A1066 A1066_mirror_36x18 Frame_Aluminum Satin Anodized 1 A

A5075 A5075_Soap_Dispenser_3270 - 1 C

A5075-HS A5075_Hand_Sanitizer Hand Sanitzer 1 A

A5080 A5080_paper_towel_holder_-_folded_sheets
_96

- 1 A

A5106 A5106-waste_disposal unit_sharps glove
dispenser

- 1 C

A5145 A5145_t_a-robe hook TA-1A 2 A

A5180 Cubicle Curtain Track 2 A

E0930 E0930-locker_supply_6 drawers_mobile_29w
x 20d

- 1 C

F0210 F0210_side chair armless Bege 1

F0230 F0230Task stool_armless M_Chair-Task 1 C

F2000M F2000_wastebasket - 1 C

F2010 F2010_step on wastebasket M3072_small 1

F3200 F3200_meq-clock-analog-generic generic 1 C

M1620 M1620-holder_chart_patient_wall mtd_ - 1 A

M1801 M1801-computer_microprocessing_FP 17 inch screen 1 C A

M1802M M1802M_Sharelink M1802M_Sharelink 1

P3100 P3100_Lucerne Wall-Mount Sink - 1 A D

X3150 X3150-rack_apron-gloves_wall mounted - 1 A

X5430 X5430-SCANNER-radiographic
unit_mammographic

2

Grand total: 22
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KEY NOTES:
1. MOUNT A5145, HOOK, AT 4'-0" OR 1200MM AFF. OR AT 5'-0" OR 1500MM AFF. SEE
ELEVATIONS
2. COORDINATE LOCATION OF M1620, PATIENT CHART HOLDER, AND ROOM
SIGNAGE.

XDUS1-OB 15.4 m²

XDUS1-OB
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KEY NOTES:
1. MOUNT A5145, HOOK, AT 4'-0" OR 1200MM AFF. OR AT 5'-0" OR 1500MM AFF. SEE ELEVATIONS

GENERAL NOTES:
A. FOR TYPICAL EQUIPMENT MOUNTING HEIGHTS SEE "TYPICAL EQUIPMENT
MOUNTING HEIGHTS" DRAWING.
B. MIL-STD-1691 DATA CAN ONLY BE ACCESSED FROM THE EQUIPMENT PLAN.
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OB/GYN ULTRASOUND SCHEDULE

A-601

Equipment Schedule

JSN# Family and Type Qty.

Categories Utilities

Army Navy A.F. 1 2 3 4 5 6

A5075 A5075_Soap_Dispenser_3270: - 1 C

A5075-HS A5075_Hand_Sanitizer: Hand Sanitzer 1 A

A5080 A5080_paper_towel_holder_-_folded_sheets_96: - 1 A

A5106 A5106-waste_disposal unit_sharps glove dispenser: - 1 C

A5145 A5145_t_a-robe hook: TA-1A 2 A

A5180 Cubicle Curtain: Cubicle Curtain Track 1 A

C03F0 C03F0 Cabinet Base 1SH 2 DR_ADA: 36W 1 A

C03P0 C03P0 Cabinet Sink Panel_ADA: 30W 1 A

CE030 CE030 Cabinet Wall 2SH 2GDO: 30W 1 A

CS150 CS150 Sink, SS, Single Compartment: 20" x 18" 1 A D

CT030 CT030 Countertop w_Backsplash Straight: 24"D x 66"W 1 A

E0930 E0930-locker_supply_6 drawers_mobile_29w x 20d: - 1 C

E0945 E0945_HM_cart: - 1 C

F0210 F0210_side chair armless: Bege 1

F0340 F0340_doctor's stool: - 1 C

F0355 F0355_stool12x16: - 1 C

F2000M F2000_wastebasket: - 1 C

F2010 F2010_step on wastebasket: M3072_small 1

F3200 F3200_meq-clock-analog-generic: generic 1 C

M1620 M1620-holder_chart_patient_wall mtd_: - 1 A

M1801 M1801-computer_microprocessing_FP: 17 inch screen 1 C A

M1802M M1802M_Sharelink: M1802M_Sharelink 1

M3072M M3072M_small_red_trash: M3072_small 1

M4255 M4255-stand_iv_adjustable: generic 1 C

M4266 M4266-pump_volumetric_infusion_multiple line: - 1 C A

M4655 M4655-stretcher_mobile_crs_9 position: M4665 1

M8810 M8810-stand_mayo: - 1 C

X2100 X2100-scanner_ultrasound_general purpose: - 1 C B

Grand total: 29

XDUS1-OB
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NOTES:
1. LIGHTING CIRCUIT FOR SWITCH a TO BE ON OCCUPANCY SENSOR.
2. LIGHTING FOR CIRCUIT b TO BE ON A DIMMABLE SWITCH.
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KEY NOTES:
1. MOUNT A5145, HOOK, AT 4'-0" OR 1200MM AFF. OR AT 5'-0" OR 1500MM AFF. SEE ELEVATIONS
2. COORDINATE LOCATION OF M1620, PATIENT CHART HOLDER, AND ROOM SIGNAGE.

XDUS1-RD 16.98 m²

TLTU1 5.5 m²
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KEY NOTES:
1. MOUNT A5145, HOOK, AT 4'-0" OR 1200MM AFF. OR AT 5'-0" OR 1500MM AFF. SEE ELEVATIONS
2. VACUUM SLIDE.

GENERAL NOTES:
A. FOR TYPICAL EQUIPMENT MOUNTING HEIGHTS SEE "TYPICAL EQUIPMENT
MOUNTING HEIGHTS" DRAWING.
B. MIL-STD-1691 DATA CAN ONLY BE ACCESSED FROM THE EQUIPMENT PLAN.
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RADIOLOGY ULTRASOUND SCHEDULE

A-601

Equipment Schedule (Family/Type)

JSN# Qty. Family Type

Categories Utilities

Army Navy A.F. 1 2 3 4 5 6

A1066 1 A1066_mirror_36x18 Frame_Aluminum Satin
Anodized

A

A5075 2 A5075_Soap_Dispenser_3270 - C

A5075-HS 1 A5075_Hand_Sanitizer Hand Sanitzer A

A5080 2 A5080_paper_towel_holder_-_folded_sheets_96 - A

A5090 1 A5090 Fem Napkin Disposal 0264-1 A

A5106 1 A5106-waste_disposal unit_sharps glove dispenser - C

A5109M 2 A5109M Grab Bar, Straight A

A5145(2) 3 A5145_t_a-robe hook TA-1A A

A5180 1 Cubicle Curtain Cubicle Curtain Track A

A5200 1 A5200 Toilet Tissue Double 0264-1 A

C03F0 1 C03F0 Cabinet Base 1SH 2 DR_ADA 42W A

C03P0 1 C03P0 Cabinet Sink Panel_ADA 30W A

CE040 1 CE030 Cabinet Wall 2SH 2GDO 36W A

CS150 1 CS150 Sink, SS, Single Compartment 20" x 18" A D

CT030 1 CT030 Countertop w_Backsplash Straight 24"Dx72"W A

E0930 1 E0930-locker_supply_6 drawers_mobile_29w x 20d - C

E0945 1 E0945_HM_cart - C

F0210 1 F0210_side chair armless Bege

F0340 1 F0340_doctor's stool - C

F0355 1 F0355_stool12x16 - C

F2000M 1 F2000_wastebasket - C

F2010 2 F2010_step on wastebasket M3072_small C

F3200 1 F3200_meq-clock-analog-generic generic C

M0750 1 M0750-flowmeter_air_connect with 50 psi supply - C K

M0755 1 M0755-flowmeter_oxygen_low flow - C A

M0765 1 M0765-regulator_vacuum - C B

M1620 1 M1620-holder_chart_patient_wall mtd_ - A

M1801 1 M1801-computer_microprocessing_FP 17 inch screen C A

M1802M 1 M1802M_Sharelink M1802M_Sharelink

M3072 1 M3072_small_red_trash M3072_small_red_trash

M8300 1 M8300-table_examination-treatment_wood - C

M8810 1 M8810-stand_mayo - C

P3100 1 P3100_Lucerne Wall-Mount Sink - A D

P9050 1 P5090 Toilet 19" Seat Height A D

X2100 1 X2100-scanner_ultrasound_general purpose - C B

Grand total: 41
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 1 : 50RADIOLOGY ULTRASOUND REFLECTED CEILING

AC-101

NOTES:
1. LIGHTING CIRCUIT FOR SWITCH a AND c TO BE ON OCCUPANCY
SENSOR.
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