5486 [18'-0"]

NOTES

1.

VERIFY LEAD SHIELDING REQUIREMENTS.

KEY NOTES

1.
2.
3.

oo

MOUNT A5145, HOOK, AT 1372 [4'—B"] AFF.
LENGTH OF E1500, WALL MOUNTED RAIL, TO BE DETERMINED BY MANUFACTURER/INSTALLER.

MOUNT A5145, HOOK, AT 1372 [4'=6"] AFF. PROVIDE 2-A5145'S FOR NAVY PROJECTS ONLY.

MOUNT 1-A5145 AT 1372 [4'~6"] AFF AND 1-A5145 AT 1524 [5'~0'"] AFF.
LOCATE GAS QUTLETS NEAR THE HEAD OF THE X3830, NUCLEAR SCANNER.
COLIMATOR SERVER/STORER FOR X9830, NUCLEAR SCANNER.

PRINTER FOR X9830, NUCLEAR SCANNER.

OPERATOR CONSOLE AND TABLE FOR X9830, NUCLEAR SCANNER,
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