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M16203

OUTPATIENT PULMONARY FUNCTION SCREENING

KEY NOTES

1. MOUNT A5145, HOOK, AT 1372 [4'-6"] AFF.

2. MOUNT A5145, HOOK, AT 1219 [4'-0"] AFF. PROVIDE 2-A5145'S FOR NAVY PROJECTS ONLY.

MOUNT 1—-A5145 AT 1219 [4'=0"] AFF AND 1-AB145 AT 1524 [5'=0'"] AFF.

3. COORDINATE LOCATION OF M1620, PATIENT CHART HOLDER, AND ROOM SIGNAGE.

4. MO0720, PULMONARY FUNCTION ANALYZER SYSTEM, MAY REQUIRE A COMBINATION OF OXYGEN,
HELIUM, MEDICAL COMPRESSED AIR AND DIFFUSED MIXED AIR. VERIFY REQUIREMENTS
WITH MANUFACTURER.

OUTPATIENT PULMONARY
FUNCTION ANALYZER (OPPS1)

CARDIOLOGY /PULMONARY SERVICES 0 1000 2000

FLOOR /EQUIPMENT PLAN 11.15 NSM (120 NSF) m
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