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KEY NOTES

1. PROVIDE A1165, IV TRACKS, FOR NAVY PROJECTS ONLY.

2. A4D15, ELAPSED TIME CLOCK, IS OPTIONAL.

3. MOUNT A5145, HOOK, AT 1372 [4'~6"] AFF. PROVIDE 2-A5145'S FOR NAVY PROJECTS ONLY.
MOUNT 1-A5145 AT 1372 [4'—6"] AFF AND 1-A5145 AT 1524 [5'-0"] AFF.

4. MO08QO, INFANT CARE CENTER, IS OPTIONAL.

5. LENGTH OF E1500, WALL MOUNTED RAIL, TO BE DETERMINED BY MANUFACTURER/INSTALLER.

6. PROVIDE ELECTRONIC FAUCET.

SEE ELEVATION OF A1107 FOR UTILITIES.
8. ALL CABINETS SHALL BE LOCKING.

7. PROVIDE A1108, MOVEABLE HEADWALL, INSTEAD OF A1107, UTILITY RAIL SYSTEM, FOR NAVY PROJECTS.

TREATMENT ROOM,
EMERGENCY TRAUMA, 1 BED (TRET3)

EMERGENCY SERVICES 0 1000 2000

FLOOR/EQUIPMENT PLAN 36.83 NSM (396 NSF) m
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