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(SEE 3.16.04)

2744 [9-0"]

KEY NOTES

1.

2
3
4,
5

MOUNT A5145, HOOK, AT 1372 [4'=8"] AFF. PROVIDE 2-A5145'S FOR NAVY PROJECTS ONLY.
MOUNT 1-A5145 AT 1372 [4—6"] AFF AND 1—AS145 AT 1524 [5'-0"] AFF.

. WALL MOUNTED MONITOR FOR M7860, MONITORING SYSTEM.
. CARDIAC REVIEW STATION FOR X6190, RAD/FLUORO UNIT
CONSOLE AND KEYBOARD FOR X6190, RAD/FLUORD UNIT.

. WALL MOUNTED MONITOR FOR X6190, RAD/FLUORO UNIT.

XRAY, CARDIAC CATH CONTROL & SCRUB
AREA (XCCC1/ORSAT)
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